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Executive  Summary 


In  this  Phase  I  effort  we  developed  the  design  of  a  portable,  deep  tissue  oxygenation  measurement 
device,  for  monitoring  the  condition  of  casualty  patients.  Extensive  simulations  and  analyses 
demonstrated  the  feasibility  of  such  a  device,  provided  for  determination  of  an  optimum  design, 
and  quantified  the  capabilities  of  the  device.  Experimental  tests  validated  the  invoked  assump¬ 
tions  and  results. 

The  use  of  this  device  will  provide  for  more  effective  monitoring  of  the  soldier's  health  status  both 
on  and  off  the  field  and  during  casualty  situations.  Currently  available  commercial  devices  for 
assessment  of  tissue  oxygenation  can  only  provide  measurement  at  peripheral  locations.  How¬ 
ever,  during  trauma—  where  it  can  be  most  crucial  to  measure  oxygenation—  peripheral  vasocon¬ 
striction  occurs  and  these  devices  are  inaccurate  due  to  low  perfusion.  Variations  in  oxygenation 
among  different  locations,  tissues,  and  organs  in  the  body  will  also  go  undetected  by  these 
devices. 

The  device  designed  in  this  Phase  I  effort  utilizes  reflectance  and  frequency  domain  techniques  to 
allow  for  measurement  at  any  location  and  for  extraction  of  oxygenation  information  within  deep 
tissues.  This  methodology  will  allow  for  localized  measurement  of  oxygenation  which  can  help 
assess  the  status  of  critical  systems  and  organs  such  as  the  liver,  or  the  brain. 

The  Phase  I  goal—  development  of  a  device  for  measurement  of  deep  tissue  oxygenation—  was 
accomplished  through  a  comprehensive  series  of  design  processes.  Specifically  we: 

•  Performed  an  extensive  review  of  state  of  the  art  technology  and  ongoing  research 

•  Identified  several  advanced  approaches 

•  Developed  computational  models  for  simulation  of  light  transport  in  tissue 

•  Performed  extensive  simulations  to  assess  the  characteristics  of  light-tissue  interaction 

•  Conducted  experiments  to  validate  tissue  absorption  levels 

•  Evaluated  advanced  methodologies  for  deep  tissue  measurement 

•  Demonstrated  capabilities  for  deep  tissue  measurement  (using  the  frequency  domain  method) 

•  Implemented  pattern  recognition  schemes  (artificial  neural  network)  for  reconstruction  of  a 
layered  medium 

•  Analyzed  the  sensitivity  of  computed  parameters  to  variable  design  parameters  and  measure¬ 
ment  noise 

•  Established  detailed  requirements  and  specifications  for  the  Phase  II  device 
Analyses  indicate  that  the  designed  system  will  be  capable  of  measuring: 

•  Tissue  oxygenation  at  depths  up  to  2  cm 

•  Hemoglobin  concentrations—  oxy-,  deoxy-,  and  total-  up  to  2  cm  deep 

As  part  of  this  Phase  I  effort,  the  potential  for  measurement  of  additional  parameters  with  a  single 
optical  sensor  was  also  established.  Incorporation  of  additional  measurements  into  a  single,  multi¬ 
function  device  would  provide  a  more  comprehensive  assessment  of  physiological  condition,  in  a 
cost-efficient  manner.  The  sensor  was  also  designed  for  interface  with  a  miniature,  portable,  phys¬ 
iological  measurement  and  analysis  system,  previously  designed  by  Cybernet  Systems  Corpora- 
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tion,  which  allows  for  integration  of  multiple  sensor  types.  This  system  has  wireless 
communications  capabilities  for  comprehensive  physiological  monitoring  of  remote  soldiers  in 
the  field. 

The  designed  sensor  also  has  important  benefits  for  commercial  applications  where  accurate  mea¬ 
surement  of  tissue  oxygenation  is  required,  such  as  during  anesthesia,  surgical  procedures,  emer¬ 
gency  medical  treatment,  intensive  care,  critical  care,  trauma,  resuscitation,  circulatory 
conditions,  exercise  monitoring,  etc.  Furthermore,  by  measuring  oxygenation  in  localized,  deeper 
tissues,  the  proposed  device  will  allow  for  more  effective  assessment  of  the  condition  of  the  indi¬ 
vidual  systems  within  the  body. 


Keywords: 


Tissue  Oxygenation 
Non-invasive  Sensors 
Remote  Monitoring 
Deep  Tissue  Measurement 


Pulse  Oximetry 
Physiological  Monitoring 
Optical  Sensor 
Hemoglobin  Concentration 
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1.0  Identification  and  Significance  of  the  Problem  or  Opportunity 


Successful  trauma  management  requires  accurate  monitoring  of  several  important  physiological 
parameters,  so  that  proper  action  can  be  taken  to  help  maintain  critical  functionality.  Of  most 
importance  are  oxygen  delivery,  oxygen  consumption,  and  cardiac  output.  Maintaining  cardiac 
output  is  critical  to  survival. 

Important  indicators  of  cardiac  output  include  HC03",  pH,  hemoglobin  concentrations,  SVO2 
(venous  oxygen  saturation),  Sa02  (arterial  oxygen  saturation),  PCO2,  PO2,  and  hematocrit  (% 
RBCs  per  volume).  With  the  exception  of  Sa02,  measurement  of  these  parameters  requires  inva¬ 
sive  techniques,  such  as  from  blood  gas  analysis  through  a  catheter.  While  the  hospital  setting 
may  be  suitable  for  such  invasive  measurement,  other  settings  such  as  emergency  treatment  on  the 
battlefield  are  not  suitable  for  invasive  techniques. 

A  non-invasive  alternative  is  pulse  oximetry,  which  measures  Sa02  by  optical  methods,  and  can 
provide  a  more  suitable  means  for  trauma  assessment  in  the  emergency  treatment  setting.  How¬ 
ever,  current  sensors  and  methodologies  for  measuring  tissue  oxygenation,  using  pulse  oximetry, 
have  several  limitations.  The  pulse  oximeter  uses  transmission  of  light  through  a  thin  layer  of  tis¬ 
sue,  at  a  peripheral  location,  and  measures  variations  in  tissue  absorption  to  determine  the  oxygen 
saturation  of  hemoglobin.  Because  the  transmission  of  light  is  used,  these  devices  can  only  mea¬ 
sure  at  peripheral  locations  (such  as  through  the  finger,  the  ear  lobe,  or  the  foot  of  infants).  This 
technique  must  therefore  assume  uniform  oxygenation  throughout  the  body,  which  is  not  neces¬ 
sarily  the  case. 

For  example,  during  trauma  peripheral  vasoconstriction  occurs  which  reduces  peripheral  perfu¬ 
sion  and  causes  pulse  oximeters  to  supply  inaccurate  readings  (Lawson  et  al.,  1987).  In  addition, 
the  different  systems  of  the  body  have  different  mechanisms  for  controlling  perfusion  and  will 
therefore  be  affected  differently  during  trauma.  For  example,  the  body  will  attempt  to  maintain 
perfusion  to  the  brain,  at  the  cost  of  decreased  perfusion  to  other  organs  if  necessary.  It  ean  there¬ 
fore  be  important  to  know  the  oxygenation  status  of  individual  systems/organs  for  determining 
the  level  of  injury,  and  for  timely  feedback  on  the  effect  of  actions  taken  to  aid  recovery.  This 
assessment  requires  measurement  at  non-peripheral  locations. 

In  this  phase  /  project  we  developed  the  design  for  an  optical  sensor  device  which  can  measure 
tissue  oxygenation  at  any  location  on  the  body  by  measurement  of  light  reflected  back  from  the 
tissue.  The  device  also  allows  for  resolution  of  oxygenation  within  deep  tissue  (up  to  2  cm)  ver¬ 
sus  surface  tissue.  This  device  therefore  avoids  inaccuracies  due  to  peripheral  vasoconstriction, 
by  measuring  at  non-peripheral  locations  and  into  deeper  tissue.  The  device  also  has  a  greater 
capability  for  measuring  oxygenation  of  specific  physiological  structures  and  systems. 

The  optical  sensor  designed  in  this  Phase  I  will  be  compatible  with  a  portable  physiological  mea¬ 
surement  and  analysis  system  designed  by  Cybernet  Systems  Corporation  in  a  previous  SBIR 
project.  This  system  allows  for  highly  portable  physiological  monitoring  with  multiple  sensor 
types,  and  has  wireless  capabilities  for  communication  to  a  remote  medical  station.  The  complete 
system  is  shown  in  Figure  1,  which  includes  the  optical  oxygenation  sensor,  the  portable  physio- 
logieal  measurement  system  (PPMS),  and  the  portable  physiological  analysis  system  (PPAS). 
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Figure  1:  Illustration  of  the  complete  portable  physiological  measurement  and  analysis  sys¬ 
tem,  with  interface  to  the  designed  optical  sensor. 


LED 


Detector  Array 


increasing  tissue  depth 


Figure  2:  Illustration  of  depth  measurement  using  the  designed  optical  sensor. 
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The  oxygenation  sensor  was  designed  based  on  a  frequency  domain  methodology.  The  fre¬ 
quency  domain  methodology  utilizes  an  intensity  modulated  light  signal  and  measures  the  DC 
level  and  phase  shift  of  the  reflected  light,  at  different  distances  from  the  source,  to  compute  the 
tissue  absorption  coefficient.  Initial  research  on  this  methodology  for  measurement  of  hemoglo¬ 
bin  concentration  and  oxygen  saturation  has  been  reported  in  recently  published  papers  (Fantini  et 
al.,  1995,  Fantini  et  al.,  1994).  These  studies  used  a  few  detectors  at  varying  distances  from  the 
source  and  demonstrated  the  ability  to  accurately  measure  hemoglobin  concentration  (oxy-  and 
deoxy-)  and  oxygen  saturation  in  a  homogeneous  medium.  A  homogeneous  medium  implies  that 
tissue  absorption,  and  therefore  oxygenation,  is  uniform,  which  in  general  is  not  true  for  physio¬ 
logical  tissue. 

Here,  we  expand  upon  this  methodology  by  using  a  large  number  of  detectors,  with  distance  from 
the  source  varying  by  smeill  increments,  to  address  the  non-homogenous  characteristic  of  tissue. 
This  is  accomplished  using  an  array  of  detectors,  as  illustrated  in  Figure  2. 

The  detector  array  provides  for  high  resolution  of  spatial  variations  in  the  amount  of  light 
reflected  by  the  tissue.  In  a  non-homogeneous  medium,  the  spatial  pattern  of  light  reflected  by  the 
tissue  will  depend  on  the  varying  absorption/oxygenation  of  different  layers  within  the  tissue. 

Spatial  variations  of  the  reflected  light  therefore  translate  into  depth  variations  in  the  oxygenation 
of  tissue.  This  relationship  is  complex,  as  shown  from  even  the  case  of  only  two  distinct  layers 
which  was  studied.  For  the  purpose  of  this  Phase  I  study  we  implemented  a  neural  network  pattern 
recognition  scheme,  to  attempt  to  learn  this  relationship  and  resolve  the  depth  variations.  Train¬ 
ing  of  the  neural  network  from  sample  simulated  data  illustrated  that  the  relationship  is  distinct 
and  neural  network  is  capable  of  deciphering  it. 

Extensive  simulations  were  performed  to  quantify  the  depth  to  which  measurements  can  be  made. 
Using  assumed  worst  case  values  for  absorption  and  scattering,  simulations  indicate  that  light  is 
measurable  at  distances  of  up  to  5  cm  or  more  from  the  source.  This  translates  to  light  which  has 
traveled  an  average  of  about  4-5  mm  deep  (for  worst  case  conditions),  yet  a  fraction  of  light  trav¬ 
els  to  much  larger  depths.  Thus,  with  reconstruction  methods  measurement  of  oxygenation 
within  larger  depths  is  possible.  Indeed,  using  the  neural  network  the  absorption  of  a  deep  layer 
at  a  depth  of  2  cm  was  determined. 

The  designed  sensor,  extends  capabilities  beyond  all  commercial,  prototype,  and  research  devices 
because  it: 

•  Uses  a  reflectance  technique  for  measurement  at  any  location 

•  Implements  an  advanced  frequency  domain  methodology  for  quantization  of  hemoglobin  con¬ 
centrations 

•  Uses  an  array  of  detectors,  with  small  increments  in  source-to-detector  distance,  for  high  reso¬ 
lution  of  spatial  variations  in  reflected  light  corresponding  to  resolution  of  depth  variations 

•  Implements  pattern  recognition  techniques  to  reconstruct  absorption  values  in  a  complex  lay¬ 
ered  structure,  up  to  2  cm  deep. 

The  design  is  therefore  a  uniquely  advanced  concept  which  offers  capabilities  beyond  all  known 
commercial,  prototype,  and  research  techniques  for  optical  measurement  of  tissue. 
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Beyond  the  desired  military  application,  the  proposed  device  has  many  potential  commercial 
applications.  Table  1  lists  the  uses  for  pulse  oximetry  as  documented  by  Severinghaus  (1988). 
The  proposed  device,  by  improving  upon  pulse  oximetry  capabilities,  will  add  significant  benefit 
to  many  important  medical  applications. 


Monitoring 

Anesthesia,  recovery,  ICU,  NMR,  CAT 
Reduce  need  for  ICU,  low  risk  groups 
Central  nursing  station 
Office  procedures:  Dentistry,  Endoscopy 
Monitoring  spinal  or  epidural  narcotics 
Home  or  hospital  monitoring  of  SIDS 
Critical  Care  Transport 

Circulation 

Monitor  during  microvascular  reimplantation 
Measure  blood  pressure  (cuff  occlusion) 

Determine  ductus  patency 

Test  circulatory  obstruction  from  cervical  reb. 

Test  patency  of  arterial  grafts 

Indicate  carotid  artery  compression  during  neck  surgery 
Asses  circulatory  adequacy  in  unusual  positions 

Clinigal  Tgsts 

Assess  hypoxic  ventilatory  response 
Quantitate  sleep  apnea,  adults  and  infants,  SIDS 
Measure  circulation  time  with  single  breath  of  N2 
Improved  Allen's  test  for  radial  and  ulnar  artery  patency 

Teaching 

Physiology  during  anesthesia 
Effectiveness  of  COR 
Bio-feedback  for  peripheral  vasodilation 
Relationship  of  CPAP  and  PEEP  to  atelectasis 

Waveforms 

Diagnosis  of  irregularities 
Absolute  amplitude  as  monitor  of  circulation 
Substitute  for  arterial  line 
Monitor  circulatory  obstruction 

Research 

Regulation  of  respiration  studies 
Exercise  physiology 
Cardio-pulmonary  tests 
Mountaineering  studies 
Animal  research 

Table  1:  Uses  for  pulse  oximetry. 
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Table  1:  Uses  for  pulse  oximetry. 


2.0  Phase  I  Technical  Objectives 

The  Phase  I  effort  was  aimed  at  establishing  the  feasibility  of  a  device  for  measurement  of  deep 
tissue  oxygenation,  developing  an  optimum  design,  and  quantifying  the  capabilities  the  device. 

To  achieve  this  goal,  the  following  objectives  were  established: 

U  Evaluate  current  technologies  and  ongoing  scientific  research  efforts. 

Before  approaching  an  advanced  design  problem,  it  is  important  to  first  understand  the  principles 
of  current  techniques  and  their  limitations.  This  process  identifies  the  important  issues  which 
must  be  addressed  in  the  advanced  design.  The  next  step  is  to  survey  ongoing  and  past  research 
efforts  relevant  to  the  design  to  identify  advanced  methodologies  and  determine  their  applicability 
to  the  design  problem. 

We  therefore  performed  an  extensive  review  of  device  specifications  and  published  literature,  rel¬ 
evant  to  the  design  of  a  deep  tissue  oxygenation  sensor.  This  included  information  on  pulse  oxim¬ 
etry  devices,  optical  sensors,  reflective  measurements,  time-resolved  spectroscopy,  photon 
scattering  and  migration,  diffusion  analysis,  optical  imaging,  and  optical  properties  of  tissues. 

The  results  of  this  study,  provided  a  comprehensive  knowledge-base  on  optical  measurement  of 
tissue,  which  identified  limitations  of  current  devices,  and  advanced  technologies  and  methodolo¬ 
gies  applicable  to  deep  tissue  measurement.  This  study,  which  is  reported  in  detail  in  section  3.0, 
established  the  rationale  and  focus  for  the  Phase  I  design  effort. 

2)  Determine  tissue  optical  characteristics. 

In  order  to  analyze  the  interaction  between  light  and  tissue,  the  properties  and  characteristics  of 
tissue  must  first  be  well  understood.  Thus,  an  accurate  model  for  physiological  tissue  must  first  be 
established.  This  was  achieved  in  the  Phase  I  effort  through  two  means.  First,  tissue  characteris¬ 
tics  were  established  through  review  of  scientific  publications  and  data.  This  yielded,  among 
other  parameters,  typical,  best-case,  and  worst-case  values  for  scattering  and  absorption  in  human 
tissue.  Results  of  this  study  are  included  in  section  4.1. 

In  addition,  scientific  data  were  further  validated  by  performing  tests  on  human  tissue,  to  assess 
actual  absorption  levels,  using  a  prototype  sensor  that  was  built  during  the  Phase  I  effort.  Mea¬ 
sured  values  were  compared  to  the  results  obtained  from  performed  simulations.  This  process  val- 
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idated  that  tissue  models  derived  from  the  literature  review  did  indeed  reflect  typical  absorption 
values  seen  in  the  human  population.  Furthermore,  absorption  values  in  the  admittedly  small  pop¬ 
ulation  sample,  did  not  vary  as  greatly  as  they  were  expected  to.  The  test  procedure  and  results 
are  reported  in  detail  in  section  4.2. 

As  a  whole,  this  effort  resulted  in  a  representative  model  for  physiological  tissue  which  served  as 
the  basis  for  subsequent  simulations  and  analysis  of  light  transport  in  tissue. 

31  Determination  of  additional  suhstances/parameters  for  potential  optical  measurement. 

While  this  Phase  I  effort  was  focused  on  the  measurement  of  tissue  oxygenation,  there  are  other 
significant  physiological  variables  which  are  important  to  measure  during  trauma  and  other  situa¬ 
tions.  Information  on  pH,  pC02,  HCO3",  Hemoglobin  concentration.  Hematocrit,  glucose/lactate, 
and  other  substances  in  the  blood  and  tissue,  for  example,  can  provide  for  a  more  comprehensive 
indication  of  cardiac  output  and/or  patient  status. 

Incorporation  of  these  additional  measurements  into  a  single,  multi-function  device  would  pro¬ 
vide  a  more  comprehensive  assessment  of  physiological  condition,  in  a  cost-efficient  manner. 
There  is  also  a  great  need  to  non-invasively  perform  many  additional  measurements,  which  cur¬ 
rently  require  invasive  techniques.  Optical  methods  for  non-invasive  measurement  offer  signifi¬ 
cant  advantages  because  they  allow  for  development  of  lightweight,  portable  sensors  which  can 
be  utilized  in  highly  portable  applications. 

As  part  of  this  Phase  I  effort  we  therefore  surveyed  the  potential  for  measurement  of  additional 
parameters,  beyond  the  intended  oxygen  saturation,  with  a  non-invasive  optical  sensor.  Results  of 
this  study  are  included  in  section  4.5. 

41  Development  of  a  computational  model  for  simulation  of  light  transport  in  tissue. 

To  analyze  the  interaction  between  light  and  tissue  and  to  evaluate  advanced  methodologies  for 
measurement  of  deep  tissue  oxygenation,  we  take  advantage  of  computer  simulation  techniques. 
This  first  requires  development  of  computational  models,  which  accurately  represent  the  migra¬ 
tion  of  photons  through  physiological  tissue.  Of  particular  importance  is  the  highly  scattering 
characteristic  of  tissue,  which  makes  the  migration  of  photons  a  non-linear  process.  Various  anal¬ 
ysis  techniques  have  been  applied  to  address  this  characteristic  of  light  transport  in  tissue. 

In  this  Phase  I  effort  we  developed  models  for  simulating  light  transport  in  tissue  using  two  differ¬ 
ent  methods:  1)  Monte  Carlo  analysis  and  2)  Diffusion  analysis.  The  Monte  Carlo  (MC)  technique 
simulates  the  path  of  many  individual  photons,  based  on  random  probabilities,  to  provide  an  indi¬ 
cation  of  the  total  photon  migration.  The  diffusion  method  represents  photon  migration  as  a  diffu¬ 
sion  process. 

Models  were  constructed  on  a  PC  platform,  and  the  performance  of  each  evaluated.  MC  simula¬ 
tions  require  large  computational  time  which  is  not  suitable  for  the  large  number  of  simulations 
which  were  performed.  The  majority  of  simulations  were  therefore  performed  using  the  diffusion 
based  model,  which  has  been  demonstrated  to  provide  equivalent  results  to  those  obtained  from 
the  MC  model.  Section  4.3  describes,  in  detail,  the  model  development  and  validation. 
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5)  Simulate  light  transport  in  tissue 


Given  the  developed  models  for  physiologieal  tissue  and  the  migration  of  photons,  simulations 
were  then  performed  to  predict  the  transport  of  light  through  the  tissue,  and  the  resulting  light 
measured  on  the  surface.  Extensive  simulations  were  performed  using  the  diffusion  model  to 
characterize  this  distribution  of  light  migration.  Important  characteristics  of  light-tissue  interac¬ 
tion  that  were  studied  include: 

•  Intensity  of  reflected  light  as  a  function  of  distance  from  the  light  source 

•  Depth  of  photon  path  as  a  function  of  distance  from  the  light  source 

•  Depth  of  photon  path  as  a  function  of  transit  time 

These  characteristics  are  of  particular  interest  for  the  development  of  a  deep  tissue  oxygenation 
sensor,  because  at  greater  distances  from  the  source,  the  measured  light  has  traveled  deeper  into 
the  tissue.  It  is  therefore  important  to  quantify  the  distance  from  the  source  up  to  which  light  is 
measurable,  and  to  quantify  the  corresponding  depth  to  which  the  light  has  sampled.  Photon  tran¬ 
sit  time  is  also  important  because  time-gating  may  allow  for  selection  of  photons  which  have 
traveled  to  certain  depths. 

The  results  of  these  simulations,  which  illustrate  the  important  characteristics  of  light  transport  in 
tissue,  are  reported  in  section  4.4. 1-4 .4.3. 

61  Analyze  advanced  methodologies  and  the  capability  for  deep  tissue  measurement 

After  characterization  of  light-tissue  interaction,  further  simulations  then  allowed  for  evaluation 
and  analysis  of  the  advanced  methodologies  for  measurement  of  deep  tissue.  The  advanced  meth¬ 
odologies  identified  include  pulsed  light  (time-resolved)  and  intensity  modulated  (frequency 
domain)  approaches.  The  frequency  domain  methodology  utilizes  an  intensity  modulated  light 
and  measures  the  DC  and  phase  shift  of  reflected  light,  at  different  distances  from  the  source,  to 
compute  the  tissue  absorption  coefficient.  The  time-resolved  methodology  utilizes  an  ultra-short 
light  pulse  and  measures  the  decay  of  the  reflected  light  signal  over  time  to  compute  the  tissue 
absorption  coefficient. 

By  analyzing  the  reflected  light  distribution,  based  on  performed  simulations,  the  capabilities  of 
each  method  were  studied.  Analysis  results,  detailed  in  sections  4.4.4-4.4.5,  indicate  that  the  fre¬ 
quency  domain  method  provides  the  best  approach  for  deep  tissue  measurement. 

To  demonstrate  and  quantify  the  capability  of  this  method  for  measurement  of  deep  tissue  oxy¬ 
genation,  we  examined  a  two  layer  model  for  tissue.  The  two  layer  model  studied  consists  of  a 
surface  layer  and  a  deep  layer,  with  three  variable  parameters:  absorption  of  the  surface  layer, 
absorption  of  the  deep  layer,  and  depth  of  the  boundary  between  layers.  Simulations  were  per¬ 
formed  on  the  two  layer  model  and  analyzed  using  the  frequency  domain  method.  The  effect  of 
variations  in  each  of  the  three  variables  (surface  absorption,  deep  absorption  and  depth)  was  indi¬ 
vidually  studied.  These  results,  which  demonstrate  a  relationship  between  reflected  light  and  the 
layered  structure,  are  included  in  section  4.4.6. 

To  reconstruct  the  layered  information  in  a  unknown  medium,  pattern  recognition  methods  were 
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implemented  in  the  Phase  I  project.  Specifically,  an  artificial  neural  networked  was  trained  to 
extract  the  unknown  parameters  in  a  layered  medium  (i.e.  surface  absorption,  deep  absorption, 
and  depth  of  boundary)  based  on  frequency  domain  measurement  of  the  reflected  light.  Section 
4.4.7  details  results  of  the  neural  network  implementation,  which  demonstrates  reconstruction  of 
the  complex  layered  structure  up  to  2  cm  deep. 

7)  Generation  of  a  complete  Phase  11  design. 

The  performed  simulations  and  analyses  served  to  establish  the  best  methodology  for  measure¬ 
ment  of  deep  tissue  oxygenation.  The  next  step  was  to  translate  these  results  into  detailed  specifi¬ 
cations  for  the  Phase  II  design.  In  addition,  a  comprehensive  sensitivity  analysis  was  performed  to 
determine  the  sensitivity  of  computed  parameters  (oxygenation  and  hemoglobin  concentrations) 
to  variable  design  parameters  and  measurement  noise.  The  complete  Phase  II  design,  detailed  in 
section  5.0,  includes  specification  of  the  light  sources,  detectors,  driving  circuitry,  measurement 
and  signal  conditioning  circuits,  signal  processing  requirements,  and  sensor  interface. 

3.0  Review  of  Related  Scientific  Research  and  Current  Technologies 

Since  the  introduction  of  pulse  oximetry  devices,  for  non-invasive  optical  measurement  of  oxygen 
saturation  (reviewed  by  Takatani  et  al.,  1994),  much  research  has  been  directed  towards  optical 
methods  for  non-invasive  physiological  assessment  of  oxygen,  and  other  parameters.  Optical 
methods  can  provide  several  advantages  over  other  techniques  for  invasive  and  non-invasive 
measurement  of  chemical  substances. 

Standard  methods  for  imaging  physiological  structures  such  as  MRI,  CAT,  and  PET  scans  use 
large  non-portable  equipment,  and  are  not  suitable  for  providing  continuous  real-time  informa¬ 
tion.  More  portable,  real-time  non-invasive  methods  for  physiological  assessment  include  acous¬ 
tic  or  ultrasound  techniques  which  can  image  thermal  activity  and  assess  organ  function,  or 
measurement  of  electrical  and  magnetic  fields  which  can  provide  a  measurement  of  neural  and 
muscle  activity  (Godik  et  al.,  1991).  These  methods  however  cannot  provide  a  direct  measure¬ 
ment  of  chemical  substances  in  the  body—  they  can  only  make  inferences  about  the  underlying 
chemical  status. 

Chemical  status  of  the  blood  can  be  determined  by  analyzing  a  sample  of  blood,  but  this  is  inva¬ 
sive  and  has  a  limited  data  response  time.  By  using  optical  methods,  however,  a  non-invasive 
measure  of  chemical  concentrations  may  be  possible  by  determination  of  the  absorptive  and  scat¬ 
tering  properties  of  the  tissue.  Optical  sensors  are  lightweight  and  easily  portable;  they  avoid  the 
ionizing  radiation  of  other  imaging  techniques,  and  can  provide  real-time  continuous  data. 

3.1  Wavelength  Considerations 

The  use  of  wavelengths  in  most  of  the  visible  range  (400-780  nm)  has  shown  some  applicability 
for  measurement  in  brain  tissue,  but  is  not  effective  in  skin  and  other  tissue  because  of  high 
absorption  in  those  media.  Furthermore,  detection  of  wavelengths  in  most  of  the  infra-red  (IR) 
range  (780  nm  -  1  mm)  can  allow  for  measurement  of  thermal  information  only.  However,  wave¬ 
lengths  in  the  visible  red  and  near  infra-red  (NIR)  (780-1400  nm)  range  provide  an  opportunity 
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for  effective  optical  measurement  of  various  chemical  concentrations.  This  is  due  to  partial  trans¬ 
parency  of  tissue,  and  to  characteristic  absorption  and  scattering  properties  of  chemical  sub¬ 
stances,  in  the  red  and  NIR  range  (Wilson,  1991). 

3.2  Pulse  Oximetry 

3.2.1  Transmission  Devices 

Currently,  most  oximetry  devices  in  use  are  based  on  optical  transmission,  where  light  is  transmit¬ 
ted  through  a  thin  layer  of  tissue  (either  the  finger  or  ear)  to  measure  oxygen  saturation  of  hemo¬ 
globin.  Functional  oxygen  saturation  is  defined  as; 


o,m 

Functional  (  SaO  )  = - ^ - xlOO  % 

O^Hb  +  Hb 

However,  there  are  four  types  of  hemoglobin  existing  in  the  blood  of  adults;  oxy-hemoglobin 
(02Hb),  reduced  hemoglobin  (Hb),  met-hemoglobin  (MetHb),  and  carbooxy-hemoglobin 
(COHb).  The  fractional  oxygen  saturation  is  defined  to  include  these  concentrations; 

o,Hb 

Fractional  ( SaO  )  =  . .  xlOO  % 

O^Hb  +  Hb  +  COHb  +  MetHb 

MetHb  and  COHb  do  not  bind  oxygen  and  exist  in  small  concentrations  for  healthy  adults.  There¬ 
fore,  oximetry  devices  generally  assume  these  concentrations  to  be  negligible  and  use  the  func¬ 
tional  oxygen  saturation.  An  additional  type  of  hemoglobin--  fetal  hemoglobin  (FHb)—  is  also 
found  in  the  fetus  and  early  infant  and  may  be  of  significant  concentration. 

Oximetry  devices  measure  the  absorptive  changes  in  tissue,  at  two  or  more  wavelengths,  to  cal¬ 
culate  the  level  of  oxygen  saturation.  Measurement  of  absorption  is  based  on  the  Beer-Lambert 
law,  as  stated; 
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where; 

/^^Q„^=intensity  of  transmitted  light 
/,„=intensity  of  incident  light 
A=DCe, 

A=absorption, 

D=pathlength, 

C=Concentration  of  solute,  and 
e=extinction  coefficient  of  solute. 

By  measuring  the  amount  of  transmitted  light,  the  concentration  of  an  absorbing  substance  be  can 
determined  by  application  of  the  Beer-Lambert  law.  The  measured  transmitted  light  will  consist 
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of  a  DC  component  and  an  AC  component,  where  the  DC  component  represents  the  absorptive 
properties  of  the  baseline  blood  and  tissue,  and  the  AC  component  represents  the  change  in 
absorptive  properties  due  to  the  arterial  pulsation  of  blood  during  systole.  The  AC  component  is 
assumed  to  be  due  to  Hb  and  02Hb  absorption  only  (i.e.  all  other  factors  make  negligible  contri¬ 
bution  to  AC  component). 

To  compute  oxygen  saturation  oxy-  and  deoxy-  hemoglobin  (Hb  and  Hb02)  need  to  be  distin¬ 
guished.  We  therefore  consider  the  absorption  characteristics  of  oxy-  and  deoxy-  hemoglobin  (Hb 
and  02Hb).  There  is  a  large  peak  in  the  absorption  of  Hb  below  700  nm;  at  approximately  805  nm 
the  absorption  of  Hb  and  02Hb  are  equal  (called  the  isobestic  point);  and  above  805  nm  they  are 
close  in  value.  By  application  of  two  different  wavelengths  (A-i  and  7i2),  where  the  absorption 
ratio  between  Hb  and  02Hb  has  a  large  difference  (i.e.  660  and  900  nm),  the  ratio  of  the  AC  com¬ 
ponents  at  Xi  and  X,2  provides  a  measure  of  Sa02. 

Inaccuracies  of  this  device  and  methodology  may  be  due  to  accuracy  of  the  LED  wavelength,  arti¬ 
facts  from  external  light  and/or  motion,  the  effect  of  other  substances  bound  to  Hb  such  as 
MetHb,  COHb,  FHb,  or  other  physiological  factors/conditions  in  the  body  (Cysewska-Sobusiak, 
1993).  Other  substances  bound  to  Hb  affect  accuracy  because  the  above  calculations  for  oxygen 
saturation  use  functional  oxygen  saturation  which  assumes  Total  Hb  =  Hb  +  02Hb.  The  use  of 
three  (or  more)  wavelengths  has  been  used  to  provide  a  more  aceurate  indication  of  Total  Hb 
(Wickramasinghe  et  al.,  1994).  Inaccuracies  may  also  occur  due  to  the  effects  of  photon  scattering 
(scattering  is  discussed  in  section  3.5.1). 

The  transmission  devices  are  also  limited  in  applicability  because  they  may  only  measure  at 
peripheral  locations  where  light  can  be  transmitted  through  a  thin  layer  of  tissue  (such  as  through 
the  finger,  ear,  or  the  foot  in  infants).  This  limitation  presents  problems  under  conditions  where 
there  is  peripheral  vasoconstriction,  causing  decreased  perfusion  of  blood.  Under  conditions  of 
decreased  perfusion  the  pulse  oximeter  has  been  shown  to  produce  inaccurate  measurements 
(Lawson  et  al.,  1987).  Such  vasoconstriction  can  occur  during  severe  trauma  or  shock,  where 
measurement  of  oxygen  saturation  can  be  very  important.  Likewise,  there  may  be  situations 
where  it  is  desirable  to  measure  regional  oxygenation  differences  in  non-peripheral  areas. 

3.2.2  Reflectance  Devices 

Absorption  properties  may  also  be  determined  by  measurement  of  the  light  reflected  back  from 
the  tissue  rather  than  by  measurement  of  the  light  transmitted  through  the  tissue.  Reflectance 
devices  allow  for  measurement  of  tissue  oxygenation  at  non-peripheral  locations.  These  devices 
use  the  same  principles  as  transmission  devices  for  determination  of  oxygen  saturation  levels 
since  the  amount  of  reflected  light  also  provides  a  measure  of  optical  absorption  properties  of  the 
tissue,  based  on  the  Beer-Lambert  law.  However,  the  reflected  light  is  much  weaker  than  the 
transmitted  light  (Mendelson  et  al.,  1988). 

The  main  concern  of  reflective  methods  is  therefore  the  weakness  of  the  signal.  Reflective  devices 
have  been  used  on  the  forehead  with  the  most  success  because  the  signal  has  been  found  to  be 
stronger  there  than  other  locations  (Mendelson,  McGinn,  1988).  But,  studies  have  also  demon¬ 
strated  the  ability  to  measure  tissue  oxygenation  at  other  locations,  such  as  the  forearm  and  calf. 


17 


using  reflective  methods  (Mendelson  et  al.,  1991).  To  improve  the  reflected  signal,  heating  of  the 
skin  at  the  location  of  the  source  and  detector  site  has  been  shown  to  increase  the  signal  strength 
(Mendelson,  Ochs,  1988). 

Advantages  of  using  reflectance  methods  over  transmission  include:  1)  application  to  any  location 
on  the  body,  2)  single  probe  containing  both  source  and  detector,  and  3)  constant  source  to  detec¬ 
tor  distance. 

3.2.3  Qualitative  versus  Quantitative  Measurement 

While  oxygen  saturation  may  be  determined  from  the  ratio  of  the  pulsatile  change  in  absorption  at 
two  different  wavelengths,  knowledge  of  absolute  concentrations  of  Hb,  02Hb,  and  other  param¬ 
eters  is  also  highly  desirable.  This  knowledge  may  aid  in  more  accurate  assessment  of  oxygen  sat¬ 
uration,  and  can  provide  further  crucial  information  about  physiological  status.  In  general,  the 
methodologies  described  thus  far  can  provide  only  a  qualitative  measure  of  the  concentration  of 
absorbing  substances,  because  the  optical  pathlength  is  unknown.  To  acquire  quantitative  values 
for  the  concentration  of  specific  absorbing  substances,  using  the  Beer-Lambert  law,  the  optical 
pathlength  must  be  known. 

3.3  Optical  Path  Length  Determination 

Determination  of  the  optical  pathlength  can  allow  for  quantitative  calculation  of  chemical  concen¬ 
trations,  and  itself  may  provide  an  indication  of  important  changes  in  the  tissue.  For  example, 
Maris  et  al.  (1991)  report  that  optical  pathlength  changes  occur  in  tissue  due  to  hypoxia  or  other 
conditions.  These  changes  in  pathlength  are  primarily  due  to  changes  in  hemoglobin  concentra¬ 
tion,  and  as  a  result  can  also  be  indicative  of  the  oxygenation  state. 

The  optical  pathlength  will  not  be  equal  to  the  source-to-detector  distance  because  of  photon  scat¬ 
tering.  The  mean  functional  pathlength  (MFP)  is  typically  expressed  as  MFP=nL,  where  L  is  the 
source  detector  length  and  n  is  the  pathlength  factor. 

Many  studies  and  implementations  for  spectrophotometric  measurement  have  initially  used  an 
estimation  of  the  optical  pathlength,  based  on  averaged  experimental  results  (Faris  et  al.,  1994). 
However,  the  optical  pathlength  may  be  specifically  determined  under  each  situation  using  one  of 
two  methods:  1)  Time-resolved  or  2)  Frequency  domain  (phase  modulation)  measurements. 

3.3.1  Time-resolved 

To  perform  time-resolved  measurement  of  the  optical  pathlength,  a  very  narrow  pulse  of  light  (on 
the  order  of  a  picosecond)  can  be  applied,  rather  than  a  continuous  steady-state  wave.  Then  mea¬ 
surement  of  the  time  of  flight  (TOF)  for  the  light  to  travel  from  the  source  to  the  detector  indicates 
the  mean  functional  pathlength  (MFP)  (Delpy  et  al.,  1988).  This  more  accurate  value  may  then  be 
applied  to  the  Beer-Lambert  equation  for  quantitative  determination  of  absorbing  concentrations. 

Time  resolved  methods  to  determine  pathlength  can  also  aid  in  depth  localization  (Chance  et  al., 
1992),  and  spatial  resolution  and  imaging  capabilities  (Svaasand  et  al.,  1994),  as  will  be  discussed 
in  seetion  3.5. 
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3.3.2  Frequency  Domain  (Phase  Modulation) 

To  measure  the  optical  pathlength  using  phase  modulation,  a  high  frequency  light  signal  (i.e.  on 
the  order  of  200MHz)  is  applied.  Then  measurement  of  the  phase  shift  between  the  measured 
reflected  signal  and  the  applied  signal  provides  an  indication  of  the  optical  pathlength  (Hielscher 
et  al.,  1993).  The  phase  shift  will  be  directly  proportional  to  the  optical  pathlength. 

Phase  modulation  methods  can  also  be  applied  for  spatial  resolution  and  imaging  capabilities  as 
will  be  discussed  in  section  3.5. 

3.4  Depth  Measurement  and  Localization 

The  measurement  of  absorption  properties  of  particles  at  depths  below  the  surface,  using  reflected 
methods,  has  been  examined  and  demonstrated  but  not  well  quantified.  By  increasing  the  distance 
between  the  light  source  and  the  detector,  the  light  detected  will  have  traveled  deeper  into  the  tis¬ 
sue,  thus  providing  an  indication  of  absorption  to  greater  depths  (Mendelson,  Ochs,  1988;  Chance 
et  al.,  1992). 

However,  with  increased  distance  between  the  source  and  detector  there  is  more  spreading  of  the 
light  path  and  the  resolution  of  localization  will  be  decreased  (Cui  et  al.,  1991).  Also,  with 
increased  source  to  detector  distance,  a  greater  intensity  of  light  is  required  to  provide  an  adequate 
signal  at  the  detector.  Multiple  sources  have  been  implemented  for  increasing  the  strength  of  inci¬ 
dent  light. 

Previously  reported  studies  suggest  that  optical  absorption  of  particles  at  depths  of  a  few  millime¬ 
ters  in  tissue,  or  several  centimeters  in  brain  tissue  can  be  measured.  However,  exact  depths,  the 
source  to  detector  separation  required,  and  the  resolution  capabilities  do  not  appear  to  be  well 
quantified.  This  is  an  issue  of  spatial  resolution,  and  within  deeper  structures  the  effect  of  photon 
scattering  must  be  addressed. 

3.5  Spatial  Resolution  and  Imaging  of  Parameters  and  Structures 
3.5.1  Photon  Scattering 

Pulse  oximetry  devices  determine  oxygen  saturation  by  measuring  the  change  in  the  absorptive 
properties  of  the  tissues.  However,  there  are  actually  two  processes  which  affect  how  light  is 
transmitted  through  or  reflected  from  the  tissue:  1)  absorption  of  photons,  and  2)  scattering  of 
photons.  The  scattering  of  photons  is  extensively  reviewed  by  Kessler  et  al.,  1992.  Because  of 
scattering  the  photon  path  cannot  be  easily  determined,  and  standard  image  reconstruction  meth¬ 
ods  cannot  simply  be  used. 

To  understand  the  migration  of  photons  in  scattering  media,  several  models  for  simulating  the 
transport  of  light,  have  been  used.  For  example,  Monte  Carlo  methods  have  been  applied,  where 
the  paths  of  many  photons  are  individually  calculated  based  on  random  computations.  This 
requires  large  computation  to  obtain  enough  photons  for  adequate  simulation.  As  an  alternative, 
the  migration  of  photons  can  be  modeled  as  a  diffusion  process  (Bruce,  1993,  Graber,  1992, 
Aronson,  1992).  Several  studies  have  compared  Monte  Carlo  simulation  to  estimation  of  the  dif- 
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fusion  equations,  and  found  the  results  to  be  consistent  (Haselgrove  et  al.,  1991;  Madsen  et  al., 

1991) .  Comparison  of  these  simulations  to  experimentally  measured  results  in  phantom  media  has 
found  consistent  (Haselgrove  et  al.,  1991)  or  slightly  varied  (Madsen  et  al.,  1991)  results. 

3.5.2  Image  Estimation 

Detected  photons  can  be  loosely  placed  into  two  categories:  1)  ballistic  or  unscattered  photons, 
and  2)  highly  scattered  photons.  Ballistic  photons  have  taken  an  almost  direct  route  from  source  to 
detector,  while  highly  scattered  photons  have  taken  an  indirect  route,  scattering  among  many  par¬ 
ticles. 

Physiological  tissue  is,  in  general,  highly  scattering,  so  that  scattering  of  photons  is  more  domi¬ 
nant  than  absorption  of  photons.  Two  approaches  have  generally  been  proposed  and  investigated 
for  optical  imaging  in  a  scattering  medium  such  as  subsurface  tissue: 

1)  separation  of  ballistic  (unscattered)  components  from  scattered  components  to  allow  image 

analysis  based  on  absorptive  characteristics  only  (Benaron  et  al.,  1992),  or 

2)  analysis  of  the  scattered  light  to  reconstruct  an  image  based  on  a  model  which  relates  scat¬ 

tering  to  optical  properties  of  the  tissue. 

Both  methods  will  require  an  implementation  of  multiple  detectors  and/or  sources,  which  can  pro¬ 
vide  a  measurement  of  a  reflected  (or  transmitted)  field. 

The  first  approach  uses  time  resolved  methods  to  perform  separation  of  unscattered  components 
from  scattered  components.  Time-of-flight  measurements  can  be  used  to  perform  a  time-gating 
function,  rejecting  photons  which  arrive  after  a  certain  window  of  time  due  to  scattering  delay. 
The  effectiveness  of  this  approach  seems  to  be  limited  to  small  thicknesses  or  depths,  because  the 
time-gated  signal  decreases  exponentially  with  depth. 

In  the  seeond  approach,  however,  by  modeling  the  scattering  of  photons  as  a  diffusion  process,  for 
example,  the  seattering  field  can  be  utilized  for  image  reconstruetion  to  greater  depths.  While 
simulation  of  photon  migration  based  on  a  given  model  (the  forward  problem)  can  be  readily 
addressed,  reconstruction  of  an  image  based  on  the  measured  light  (the  inverse  problem)  is  much 
more  difficult. 

A  variety  of  methods  have  been  proposed  for  reconstruction  of  the  image.  Weighting  funetions 
which  estimate  individual  absorber  contributions  to  the  measured  light  at  various  detector  loca¬ 
tions  have  been  studied  (Barbour  et  al.,  1992).  An  iterative  perturbation  function  (Wang  et  al., 

1992)  and  neural  networks  (Schlereth  et  al.,  1992)  have  also  been  suggested.  Other  methods 
include  applying  the  concept  of  importance  used  in  reactor  theory  (Barbour  et  al.,  1991),  and  the 
Moore-Penrose  generalized  inverse  relation  (Arridge  et  al.,  1991). 

It  is  worth  noting  that  tomographic  imaging  for  identification  of  structural  features,  has  been  pro¬ 
posed  using  optical  coherence  tomography  (OCT)  (Fugimoto  et  al.,  1994;  Crease  1993).  This 
method  applies  an  optical  signal  to  the  physiological  medium,  compares  the  reflected  signal  to  a 
reference  signal  (reflected  off  a  reference  mirror)  and  looks  at  the  interferenee.  Coherent  interfer- 
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ence  occurs  when  the  distance  from  the  reflecting  surface  in  the  medium  equals  the  distance  from 
the  reference  mirror.  This  method  has  shown  application  for  tomographic  imaging  of  the  struc¬ 
ture  of  the  eye,  and  of  the  skin  (up  to  3mm  depth)  for  identification  of  tumors. 

3.6  Current  Applications  and  Devices 

Transmission  pulse  oximetry  devices  are  currently  used  in  a  wide  variety  of  clinical,  and  other 
applications,  for  monitoring  oxygen  saturation.  Devices  currently  available  include  finger  and  ear 
clip  devices.  Studies  have  compared  pulse  oximetry  measurement  of  oxygen  saturation  (Sp02)  to 
direct  arterial  measurement  from  blood  sample  (Sa02)  (Miyasaka  et  al.,  1987).  In  many  situa¬ 
tions  results  demonstrated  good  correlation  between  Sp02  and  Sa02.  However,  inaccuracies  due 
to  blood  flow  limitations  (i.e.  peripheral  vasoconstriction)  (Lawson  et  al.,  1987),  and  other  physi¬ 
ological  conditions  (Cysewska-Sobusiak,  1993)  have  been  sited  and  examined. 

Reflectance  pulse  oximetry  devices  have  more  recently  been  studied  for  use  on  the  forehead  and 
demonstrate  effective  measurement  of  oxygenation  (Mendelson  et  al.,  1988).  Some  prototype 
devices  have  incorporated  heaters  to  improve  the  reflected  signal  strength,  or  pressure  and  contact 
sensors  to  reduce  the  effects  of  probe  placement  (Osawa,  Niwa,  1993).  Use  of  the  reflectance 
devices  on  the  forearm  and  calf,  where  the  reflected  signal  is  weaker,  has  also  been  demonstrated 
(Mendelson,  McGinn,  1991).  And,  the  application  of  optical  oximetry  to  brain  tissue  has  been 
widely  studied  (Pan  et  al.,  1993;  Hielscher  et  al.,  1993;  Chance,  1992). 

Clinical  application  and  testing  of  a  commercial  reflectance  device  for  use  on  the  forehead 
(INVOS  2910,  Somanetics  Corp.,  Troy,  MI)  has  been  reported  (Dujovny  et  al.,  1992;  Lewis  et  al., 
1992).  This  device  incorporates  two  detectors,  one  farther  away  from  the  light  source,  for  deeper 
measurement  of  regional  cerebral  oxygenation.  A  study  demonstrated  that  oxygenation  measure¬ 
ment  using  this  device  had  no  dependency  on  age  or  sex  of  the  patient,  but  was  dependent  on  the 
skin  color  (Dujovny  et  al.,  1992).  Clinical  applications  of  this  device  which  have  been  reported 
(Lewis  et  al.,  1992)  are:  1)  during  surgery  (carotid  endarectomy,  cardiopulmonary  bypass  during 
aortic  arch  repair,  circulatory  arrest  during  posterior  fossa  aneurysm  repair,  and  hypothermia  dur¬ 
ing  AV  fistula  repair),  2)  during  episodes  of  hypoxia  in  adults,  and  3)  for  measurement  of  IR  dye 
injected  into  cranium. 

The  extension  of  these  oximetry  devices  to  include  measurement  of  some  other  relevant  parame¬ 
ters  has  been  reported  in  various  studies.  This  includes  measurement  of  total  Hb  concentration 
(Paris  et  al.,  1994;  Schmitt  et  al.,  1992),  cerebral  blood  volume  (CBV)  (Wickramasinghe  et  al., 
1994;  Hielscher  et  al.,  1993),  glucose  (Crease,  1993;  Marquardt  et  al.,  1993;  Ward  et  al.,  1989), 
and  others.  Quantification  of  these  parameters  requires  estimation  or  actual  computation  of  the 
optical  pathlength  (as  previously  discussed).  Blood  flow  measurements  are  also  obtainable  by 
using  laser  Doppler  methods  (Wickramasinghe  et  al.,  1994;  Liepsch  et  al.,  1993;  Mendelson, 
Ochs,  1988).  While  many  parameters  beyond  oxygenation  (and  blood  flow)  have  the  potential  to 
be  non-invasively  monitored  by  optical  methods,  such  devices  are  not  currently  available  for  use 
in  the  clinical  environment. 

Other  potential  devices  which  have  been  suggested,  using  non-invasive  optical  techniques, 
include  an  optical  stethoscope  which  may  provide  for  detection  of  sub-audible  circulatory  func- 
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tion  (Hong,  Fox,  1993).  Tracking  of  dyes  using  non-invasive  optical  methods  may  also  provide 
advantages,  such  as  for  measuring  ICG  clearance  to  assess  liver  function  (Awazu  et  al.,  1991). 

3.7  Comparison  of  Commercial  Oximeters 

Different  pulse  oximeter  models  can  be  compared  using  methods-comparison  studies  in  which 
one  uses  two  methods  to  measure  the  same  variable.  The  standard  for  pulse  oximetry  comparison 
is  in  vitro  saturation  measurements  from  arterial  blood  samples.  Correlation  coefficients  are  good 
measures  of  association  but  do  not  give  a  complete  view  of  performance.  The  mean  and  standard 
deviation  of  the  difference  between  the  two  methods  of  measurement  are  preferred  and  recom¬ 
mended  by  Altman  (Altman,  Bland,  1983).  The  mean  of  the  difference  is  defined  as  the  bias  and 
the  standard  deviation  is  termed  precision.  Bias  is  a  good  indicator  of  systematic  over-  or  under¬ 
estimation  of  quantification  while  precision  is  a  representation  of  random  error  or  variability. 
Accuracy  is  dependent  on  the  algorithms  invoked,  thus  model  and  software  version  are  both 
important  in  assessing  the  performance  of  a  device.  There  have  been  many  studies  to  compare  the 
relative  merits  of  the  various  models  of  pulse  oximeters.  One  such  study  (Ralston  et  al.,  1991)  is 
represented  below  (Table  2). 


Brand 

Saturation  >80% 

Saturation  <80% 

Bias  (precision) 

Bias  (precision) 

Datascope  Accusat 

-0.3%  (1.9) 

-7.1%  (3.2) 

Datex  Satlite 

+0.0%  (2.0) 

+1.4%  (1.5) 

Invivo  4500 

-0.3%  (1.8) 

-0.6%  (4.9) 

Nellcor  N-200 

+0.8%  (1.7) 

-5.5%  (3.5) 

Nonin  8604D 

+1.4%  (1.8) 

+8.8%  (4.8) 

Novametrix  505 

+0.7%  (1.9) 

-8.1%  (4.3) 

Ohmeda  3700 

-1.0%  (2.5) 

-5.3%  (6.2) 

Ohmeda  3740 

-0.1%  (2.8) 

-5.5%  (1.0) 

Physio-Control  1600 

+0.0%  (1.9) 

-6.0%  (6.9) 

Radiometer  Oximeter 

-1.5%  (1.8) 

-6.7%  (3.2) 

Sensormedics  Oxyshuttle 

-0.3%  (1.8) 

-0.4%  (1.8) 

Simed  S-100 

+0.1%  (2.2) 

+1.8%  (1.6) 

Spectramed  Pulsat 

+0.7%  (1.6) 

-3.4%  (3.2) 

Table  2:  Accuracy  of  13  pulse  oximeters  using  finger  probes  on  patients  in  the  ICU.  Values 
are  expressed  as  mean  (SD).  From  Ralston  et  al.,  1991. 

Table  3  lists  select  manufacturers  of  pulse  oximeters.  Care  must  be  taken  when  choosing  the 
appropriate  sensor  and  for  the  most  part  sensors  may  not  be  interchanged  with  pulse  oximeters. 
Transmittance  sensor  manufacturers  often  store  the  peak  wavelengths  of  the  LEDs  in  the  connec¬ 
tor  of  the  cable  assembly.  The  oximeter  must  be  capable  of  detecting  the  wavelength  and  calibrat¬ 
ing  the  instrument  accordingly. 
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Company 

Model 

Accuracy  - 
Sp02 

Rate 

Accuracy 

Power 

Requirements 

Weight 

Price 

BCI 

3040 

12  hr  battery 
backup 

2.25  lbs. 

1095.00 

3100/3101 

1475.00 
1870  (w/ 
EKG) 

3301 

24.5  hrs. 
cont.  runtime 

9  ounces 

695.00 

Criticare 

SPO2T  503S 

995.00 

503 

70-100% 

40-70% 

10  hours  w/ 
back-light; 
120 

VAC~60Hz 

1.8  lbs 

Medical 
Research  Labo¬ 
ratories 

MRL  Oxime¬ 
ter  Monitor 

81-100% 

70-80% 

120V,  60Hz 

6  lbs 

Nonin 

8500  Hand 
Held 

70-100% 

+/-  3% 
of  full 
scale 

+/-  3% 

+/-  1  digit 

6AA 

100  hours 

5  ounces 

10  w/batter- 
ies 

1095 

1195  w/mem- 
ory 

Sensormedics 

Sat-Track 

70-100% 

120V,  60Hz 

2.5  lbs 

SiMed 

S-50 

S-lOOe 

70-100% 

50-70% 

+/-  3% 

+/-  1  digit 

120V,60Hz 

2  hrs.  with  12 
hr.  charge 

7.5  lbs 

Table  3:  List  of  commercial  pulse  oximeters. 


4.0  Summary  of  Phase  I  Design  Efforts 

The  Phase  I  effort  was  aimed  at  establishing  the  feasibility  of  a  device  for  measurement  of  deep 
tissue  oxygenation,  developing  an  optimum  design,  and  quantifying  the  capabilities  the  device. 
The  performed  literature  review  established  the  rationale  and  focus  for  the  extensive  series  of 
design  efforts  required  to  achieve  this  goal.  First,  in  order  to  analyze  the  interaction  between  light 
and  tissue,  the  properties  and  characteristics  of  tissue  must  first  be  well  understood.  Thus,  an 
accurate  model  for  physiological  tissue  was  established,  which  served  as  the  basis  for  subsequent 
simulations  and  analysis  of  light  transport  in  tissue. 

Next,  to  analyze  the  interaction  between  light  and  tissue  and  to  evaluate  advanced  methodologies 
for  measurement  of  deep  tissue  oxygenation,  we  developed  comprehensive  computational  models 
that  accurately  represent  the  migration  of  photons  through  physiological  tissue.  Extensive  simula¬ 
tions  were  then  performed  to  predict  the  transport  of  light  through  the  tissue,  and  the  resulting 
light  measured  on  the  surface.  After  characterization  of  this  light-tissue  interaction,  further  simu¬ 
lations  allowed  for  evaluation  and  analysis  of  the  advanced  methodologies  for  measurement  of 
deep  tissue. 
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To  fully  demonstrate  and  quantify  the  capabilities  for  measurement  of  deep  tissue,  we  then  exam¬ 
ined  a  two  layer  model  for  tissue.  Pattern  recognition  methods  (specifically,  artificial  neural  net¬ 
works)  were  implemented  to  reconstruct  layered  information  in  the  unknown  layered  medium. 
The  procedure  and  results  of  each  of  these  design  efforts  will  be  elaborated,  in  detail,  in  the  fol¬ 
lowing  sections. 

In  addition,  as  part  of  this  Phase  I  effort  we  surveyed  the  potential  for  measurement  of  additional 
parameters,  beyond  the  intended  oxygen  saturation,  with  a  non-invasive  optical  sensor.  Incorpora¬ 
tion  of  these  additional  measurements  into  a  single,  multi-function  device  would  provide  a  more 
comprehensive  assessment  of  physiological  condition,  in  a  cost-efficient  manner. 

4.1  Physiological  Tissue  Characteristics 

Physiological  tissue  can  be  viewed  as  a  multi-layer  medium,  with  absorption  and  scattering  coef¬ 
ficients  describing  each  layer.  This  representation  allows  for  simulation  of  the  propagation  of 
light  through  tissue  using  computational  models. 

4.1.1  Wavelength  Significance 

In  the  UV  range  absorption  in  tissue  is  primarily  due  to  proteins  and  nucleic  acids.  In  the  visible 
range  the  primary  absorbers  are:  Hb,  Hb02,  Melanin,  Bilirubin,  and  Beta  Carotene.  As  the  wave¬ 
length  increases  above  600nm  and  into  NIR  range  absorption  by  these  specific  chromophores 
decreases  and  the  absorption  by  H2O  begins  to  increase.  In  the  IR  range  the  absorption  by  H2O  is 
then  dominant. 

Within  the  transition  stage  from  600  nm  to  1300  nm  absorption  due  to  the  specific  chromophores 
(hemoglobin,  etc.)  is  decreased  while  absorption  from  H2O  is  still  small.  Total  absorption  is 
therefore  at  its  lowest  in  this  range  (600-1300  nm).  This  allows  for  the  most  amount  of  light  pen¬ 
etration  into  the  tissue.  In  high  pigmented  tissue  (such  as  the  liver)  a  photon  within  this  wave¬ 
length  range  will  travel  an  average  of  2  mm  before  absorption.  In  low  pigmented  tissue  (such  as 
the  brain)  a  photon  within  this  wavelength  range  will  travel  an  average  of  several  centimeters 
before  absorption.  Within  this  range  optical  scattering  is  high  and  much  larger  than  absorption, 
yielding  a  greater  amount  of  reflected  light. 

4.1.2  Multi-layer  Skin  Characteristic 

The  skin  consists  of  three  layers:  stratum  corneum,  epidermis,  and  dermis.  The  stratum  corneum 
is  a  very  thin  layer  (10-20  |Xm)  of  dead  cells.  It  has  a  refractive  index  of  about  1.55  and  is  not 
highly  scattering.  The  epidermis  is  about  50-200  |im  thick  and  has  a  refractive  index  of  about  1.5. 
The  primary  absorber  of  the  epidermis,  in  the  visible  and  NIR  spectrum,  is  melanin.  Absorption 

(|ijj)  and  reduced  scattering  coefficients  ([ij )  are  on  the  order  of  0. 1  mm"^  and  1  mm"^  respec¬ 
tively.  Due  to  small  thickness,  absorption  and  scattering  of  the  stratum  corneum  and  epidermis 
will  generally  have  minimal  effect  on  light  transport  through  the  skin,  relative  to  the  remaining 
structures,  for  deep  tissue  measurement. 

The  dermis  layer  is  about  1-3  mm  thick,  with  a  refractive  index  of  1.4.  The  dermis  consists  of 
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about  70%  H2O  and  20%  collagen,  containing  blood,  capillaries,  sweat  and  sebatious  glands, 
nerves,  and  lymphatics.  Significant  chromophores/absorbers  of  the  dermis,  in  the  visible  and  NIR 
spectrum,  include  hemoglobin,  beta  carotene,  and  bilirubin.  Absorption  (ixj  and  reduced  scatter¬ 
ing  (p-s )  coefficients  are  on  the  order  of  0.01  mm'*  and  1  mm'*  respectively.  Below  the  dermis, 
subcutaneous  tissue  is  comprised  of  60-85%  lipid  (fat),  5-30%  H2O,  and  has  a  width  of  several 
millimeters.  Fat  cells  are  25-200pm  in  size,  and  are  less  absorbing  than  the  skin  layers. 

The  following  data  have  been  stated  as  representative  of  typical  human  physiological  tissue: 

1)  Hemoglobin  Extinction  Coefficients: 

at  754  nm: 

eHb=0-058  mm'lmM'l 

£HbO2=0.035  mm'^mM'^ 
at  840  nm: 

eHb=0-039  mm'^mM'!, 

£HbO2=0  045  mm'  ^  mM'  ^ 

where  absorption  coefficient  Pa=£[C],  with  [C]=absorbing  concentration. 

2)  Typical  concentration  of  hemoglobin  ~  0.1  mM 

3)  Typical  reduced  scattering  coefficient  pg'  ~  1  mm'^ 

4.1.3  Modeling  Other  Structures 

Non-invasive  optical  measurement  of  physiological  parameters  requires  transport  of  light  through 
the  skin,  but  may  also  involve  transport  through  other  media.  Other  media  may  include  muscle  (in 
deep  tissue  measurements)  or  the  skull  (for  cerebral  measurements).  These  media  ean  be  modeled 
as  additional  layers  to  the  skin  model. 

4.2  Experimental  Testing 

Tests  were  performed  on  human  tissue  to  assess  actual  absorption  levels,  and  to  compare  obtained 
results  with  diffusion  analysis  predictions  of  intensity  versus  distanee  from  the  source.  Measure¬ 
ments  were  performed  on  the  forearm  of  eight  different  human  subjeets,  using  a  prototype  sensor 
developed  in  Phase  I  that  allows  for  variation  of  the  source-to-detector  distance. 

Two  different  LED  sources  were  used,  one  for  each  of  the  two  different  wavelengths  required  for 
the  sensor  (Stanley  DN304:  850nm;  Stanley  NR513:  720nm).  A  simple  photodetector  (Burr- 
Brown  OPT  101)  was  used  for  measurement  of  reflected  light  at  varying  distanees  from  the 
source.  A  sine  wave  supply  with  frequency  of  IkHz  was  used  to  apply  an  AC  (intensity  modu¬ 
lated)  light  signal  to  the  tissue. 
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Subject 

Attenuation  Factor  (^850  nm) 

1 

10- 1.03/cm 

2 

lO'ldS/cm 

3 

10- 1.05/cm 

4 

IQ-0. 84/cm 

5 

10-0.91/cm 

6 

10-0.89/cm 

7 

lO-0 .79/cm 

8 

10-0.87/cm 

Table  4:  Experimental  test  results  using  prototype  sensor. 

Measured  light  levels  for  each  subject  were  plotted  versus  distance  from  the  source.  For  all  cases 
the  logarithm  of  reflected  light  was  linear  as  a  function  of  distance,  which  agrees  with  the  diffu¬ 
sion  model  and  simulations.  Computation  of  the  slope  of  this  function  yields  the  attenuation  per 
unit  distance  from  the  source,  which  is  shown  in  Table  4,  for  ?i=850  nm.  Tests  using  the  second 
LED,  A,=720  nm,  were  performed  only  on  subjects  1  and  4  (due  to  a  longer  time  required  to 

acquire  the  component),  yielding  an  attenuation  of  lO'^’^^/cm  and  lO'^’^^/cm,  respectively. 

The  results  demonstrate  that  there  is  an  attenuation  of  about  one  order  of  magnitude  (10'^)  per 
centimeter  from  the  source  for  all  subjects.  This  agrees  with  diffusion  analysis  results  of  the 
assumed  typical  value  for  tissue  absorption  and  scattering  coefficients  stated  in  scientific  litera¬ 
ture  (|ia=0.005  mm"\  |Xs=l  mm'^),  as  illustrated  in  Figure  3. 

In  addition  to  these  measurements,  the  effect  on  tissue  absorption  due  to  the  restriction  of  blood 
was  examined.  Measurement  was  taken  on  the  forearm  of  one  person  before,  during,  and  after  a 
brief  period  of  blood  restriction  using  a  cuff  on  the  upper  arm.  Measurements  taken  at  about  2  cm 
from  the  source  indicated  a  drop  of  20-35%  of  the  light  intensity  during  blood  restriction,  with 
subsequent  return  after  release  of  the  cuff. 
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Figure  3:  Illustration  of  reflected  light  intensity  versus  distance  from  the  source.  Curves  (a) 
and  (b)  were  computed  from  the  diffusion  equation  using  (a)  typical  characteristics  for  tis¬ 
sue:  |ia=0.005,  |is=l,  (b)  assumed  worst  case  values:  ^^=0.03,  lXs=3.  Experimental  data  from 
subject  3  (dashed  line)  fits  closely  with  typical  tissue  characteristics. 

4.3  Model  For  Light  Transport  -  MC  and  Diffusion 

Computational  models  for  the  transport  of  light  through  tissue  were  implemented  on  a  PC  plat¬ 
form  using  Matlab  for  Windows  software.  In  the  models,  the  optical  medium  is  represented  by  a 
2  dimensional  matrix  of  cells  with  programmable  size  and  incremental  distance  per  cell.  The  two 
dimensions  represent  linear  distance  from  the  source  (i.e.  x-direction)  and  depth  into  the  tissue 
(i.e.  z-direction).  Characteristics  of  the  medium  are  described  by  an  absorption  matrix  that  pro¬ 
vides  the  absorption  coefficient  for  each  cell.  In  this  way  a  multiple-layer  or  highly  detailed 
medium  can  be  described.  The  model  currently  assumes  a  uniform,  definable  scattering  coeffi¬ 
cient.  Two  separate  models  were  constructed  using  1)  Monte  Carlo  (MC)  analysis  and  2)  diffu¬ 
sion  analysis.  Each  are  individually  elaborated  next. 

4.3.1  Monte  Carlo  Model 

The  Monte  Carlo  (MC)  technique  simulates  the  path  of  many  individual  photons  to  provide  an 
indication  of  the  total  photon  migration.  A  given  photon  is  injected  into  the  medium  at  the  source 
location,  and  then  for  each  cell  of  the  medium  that  the  photon  passes  through,  absorption  or  scat¬ 
tering  is  randomly  determined  based  on  probabilities.  These  probabilities  are  computed  from  the 
absorption  coefficient  of  the  given  cell  and  the  scattering  coefficient. 
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When  an  absorption  event  oceurs  that  photon  path  is  then  terminated,  and  a  reeord  of  the  absorp¬ 
tion  location  is  stored.  When  a  scattering  event  occurs  the  direction  of  the  photon  is  changed 
based  on  probable  scattering  angle.  This  model  uses  a  distribution  for  the  scattering  angle  that  is 
moderately  forward  directed  to  more  accurately  simulate  scattering  in  actual  physiological  tissue. 

When  a  photon  exits  the  medium  (transmission,  reflection,  or  exiting  to  the  sides)  a  record  of  the 
exit  location  is  stored.  In  addition,  when  a  photon  is  reflected  (i.e.  it  exits  from  the  same  surface  it 
entered)  the  maximum  depth  that  the  photon  traveled  into  the  tissue  is  recorded.  This  information 
helps  provide  an  indication  of  the  depth  sampled  for  different  source  to  detector  distances. 

A  drawback  of  the  MC  model  is  that  simulation  of  a  sufficient  number  of  photons  requires  a  large 
computational  time.  For  example,  on  a  pentium  lOOMHz  PC  simulation  of  50,000  photons,  which 
provides  suitable  measurements  only  for  small  distances  from  the  source,  required  more  than  3 
hours. 

4.3.2  Diffusion  Model 

The  diffusion  model  represents  photon  migration  as  a  diffusion  process.  Several  studies  have 
compared  diffusion  and  MC  simulations  to  experimental  measurements  and  shown  that  both 
methods  closely  mimic  the  actual  behavior  of  light  transport.  The  diffusion  model  constructed  is 
based  on  published  techniques  (Haselgrove  et  al.,  1991).  This  approach  uses  iterative  calculations 
of  the  diffusion  process  over  small  increments  of  time  to  provide  a  time-course  of  photon  migra¬ 
tion  through  the  tissue.  The  computation  time  required  for  diffusion  simulation  is  much  less  than 
that  for  MC  simulation  with  sufficient  photons. 

4.3.2. 1  Theory 

The  isotropic  diffusion  equation  (which  assumes  uniform  scattering)  describes  the  migration  of 
photons  as  follows: 


n  d 


where  0(r,t)  is  the  photon  flux  at  position  r  and  time  t,  D  is  the  diffusion  coefficient,  \ia  is  the 
absorption  coefficient,  c  is  the  speed  of  light,  n  is  the  refractive  index  of  the  medium,  and  S( r,t)  is 
the  light  source.  Assuming  isotropic,  uniform  scattering  with  the  reduced  scattering  coefficient 
1X5’  »  \ia  the  diffusion  coefficient  is  estimated  by  D=1/3|X5’. 

The  time  course  of  reflected  light  at  a  distance  d  from  an  impulse  source  can  be  described  as  the 
product  of  a  scattering  term  and  an  absorption  term: 


R{d,t)  =  {scattering. .. term)  •  {absorption. ..term)  =  S{d,  t)  •  e  ” 


Diffusion  theory  allows  for  approximation  of  the  scattering  term,  S(d,t),  which  can  then  be  further 
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simplified: 


Sid,  t) 
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r2  +  z2 
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where  Zo=l/|Xs’  and  k  depends  on  scattering  coefficient,  and  the  distance  d.  This  approxima¬ 
tion  is  valid  after  the  initial  increase  in  reflected  light,  following  the  source  impulse,  after  which 
light  then  decays  as  The  time  course  of  reflected  light  then  becomes: 

Rid,t)  =  ^r^^^expf — —  j 


This  formula  illustrates  that  the  initial  behavior  of  R(d,t}  is  dominated  by  the  scattering  term  and 
later  behavior  is  dominated  by  the  absorption  term.  The  log(/?(J,r))  will  approach  a  straight  line 
with  slope  equal  to  -)iac/n.  The  time  course  of  reflected  photons  therefore  indicates  the  absorption 
of  the  media  sampled. 

4.3.2.2  Iterative  Calculations 


The  isotropic  diffusion  equation  is  used  as  the  basis  for  performing  a  series  of  iterative  calcula¬ 
tions  over  small  increments  of  time,  to  model  the  migration  of  photons.  An  initial  condition  is  set 
for  a  photon  source  at  t=0.  Successive  iterations  compute  the  probability  of  photon  location  at  the 
time  t+At: 


=  {^^id,trKid)}{l-Aid)} 


where  ^sid,t)  is  the  probability  distribution  that  a  photon  emitted  from  a  source,  s,  at  time  t=0  will 
be  found  at  the  position  d  at  time  t;  *  represents  convolution;  Kid)  is  the  point  spread  function  of 
photons  in  a  time  At;  and  A(d)  is  the  absorption  matrix  which  accounts  for  the  absorption  of  pho¬ 
tons  in  time  At.  The  point  spread  function  is  defined  by: 

r  -d2  1 


with  K(d)  normalized  by: 

'LKid)  =  1 


Using  this  procedure,  iterative  calculations  provide  the  time  course  of  photon  migration  through¬ 
out  the  medium. 

4.3.2.3  Probable  Path  Calculation 


The  model  constructed  can  also  compute  the  probable  path  of  photons  arriving  at  a  distance  d 
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from  the  source  within  a  chosen  time  period.  Probable  paths  are  computed  from  the  probability 
distributions  of  photon  location,  Os(r,t).  The  probability,'Pj.j(r,r),  that  a  photon  emitted  from  the 

source  passes  through  a  point  r  and  then  arrives  at  a  detector  at  position  d  at  time  T  is  calculated 
by: 

T 

^,dir,T)  =  K(r,r)O/r,r-0^t 


where  is  the  probability  distribution  of  a  photon  emitted  from  the  detector  location.  This 

equation  can  be  computed  by  a  simple  limited  convolution.  Based  on  this  equation,  the  model 
constructed  allows  for  computation  of  the  probable  path  for  photons  arriving  at  a  chosen  detector 
distance  within  a  chosen  period  of  time.  The  probable  path  is  dependent  on  both  the  distance 
from  the  source  and  the  time  of  arrival. 

4.3.3  Verification  of  Models 

4.3.3. 1  Monte  Carlo  Simulations 


MC  simulations  were  carried  out  for  several  different  conditions.  A  uniform  scattering  coefficient 
|is=40  mm'l  was  assumed,  with  scattering  angle  computed  from  a  probability  distribution  with 
forward  tendency.  The  case  of  uniform  absorption  was  first  considered:  |Xa=0.1  mm‘l  (note  this 
value  is  somewhat  higher  than  expected  for  typical  tissue).  Simulations  were  carried  out  on 
50,000  photons,  with  a  medium  size  of  10x10  mm  and  resolution  of  0.01  mm  per  cell  (yielding 
1000x1000  cells). 

Figure  4a  shows  the  histogram  of  photons  reflected  versus  distance  from  the  source.  The  distribu¬ 
tion  is  gaussian  in  form  with  mean=0,  as  expected.  The  location  of  photon  absorptions  within  the 
medium,  for  this  simulation,  is  shown  in  Figure  4b.  This  information  provides  an  indication  of  the 
migration  of  photons,  yet  it  is  important  to  note  that  because  these  photons  were  absorbed  within 
the  medium  they  are  not  detectable  on  the  surface. 

For  photons  that  were  detected  on  the  incident  surfaee,  the  maximum  depth  of  penetration  is 
shown  in  Figure  4c.  At  small  distances  from  the  source,  the  majority  of  photons  reflected  have 
traveled  a  short  distance  into  the  medium.  At  larger  distanees  there  are  less  photons  reflected,  but 
they  generally  travel  deeper. 

Figure  4d  shows  the  average  maximum  depth,  for  reflected  photons,  at  each  incremental  distance. 
The  increase  in  variability  as  distance  increases  is  due  to  fewer  photons  at  larger  distances  whieh 
do  not  provide  a  large  enough  sample  size,  given  the  simulation  of  50,000  photons.  These  plots 
show  that  there  is  a  distinct  relationship  between  the  distance  and  depth  sampled.  This  relation¬ 
ship  is  also  dependent  upon  the  absorption  eoefficient. 
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(a) 


Distance  From  Source  (mm) 


Distance  From  Source  (mm) 


(b) 


Distance  From  Source  (mm) 


(d) 


Figure  4:  a)  Histogram  of  reflected  photons  from  MC  simulation  of  50,000  photons;  b)  Plot 
of  photon  absorption  locations  from  MC  simulation  of  50,000  photons;  c)  Maximum  depth  of 
penetration  for  reflected  photons  from  MC  simulation  of  50,000  photons;  d)  Average  maxi¬ 
mum  depth  of  penetration  for  reflected  photons  from  MC  simulation  of  50,000  photons. 
|a,^=0.1mm"l,  }is=40mm'l. 
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Figure  5:  Number  of  reflected  photons  at  incremental  distance  from  the  source,  with  high  ab¬ 
sorption  band  at  a)  0.2mm  depth,  b)  0.4mm  depth,  c)  0.6mm  depth,  d)  0.8mm  depth,  based 

on  MC  simulation  of  50,000  photons  (|a,a=0.1  mm'^,  except  in  band  |ia=l  mm'^).  Values  are 
normalized  by  the  number  of  reflected  photons  from  simulation  in  the  homogeneous  medium 
(i.e.  no  band). 

To  illustrate  the  effeet  due  to  depth  variations,  additional  simulations  were  performed  with  a  band 
of  increased  absorption  at  various  depths  within  the  |ia=0.1  mm"l  medium.  For  these  simulations 
a  band  of  0.1  mm  thickness  with  absorption  coefficient  |J.a=l  nim‘1  was  added  to  the  homoge¬ 
neous  medium  (|a,a=0.1  mm"l)  at  one  of  4  different  depths:  0.2  mm,  0.4  mm,  0.6  mm,  and  0.8 
mm.  For  all  cases,  the  reflected  light  at  0.1  mm  increments  (i.e.  possible  detector  sites)  from  the 
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source  was  computed  and  normalized  by  the  amount  of  light  at  that  distance  given  no  absorption 
band. 

Results  are  shown  in  Figure  5.  An  absorption  band  at  0.2  mm  depth  affects  the  amount  of  light 
reflected  at  all  detector  distances.  At  0.4  mm  depth  the  absorption  band  affects  the  amount  of 
light  at  distances  of  0. 1  mm  and  greater.  As  the  depth  of  the  band  increases  further,  the  detectors 
do  not  see  a  significant  change  until  increasingly  greater  distances  from  the  source. 

4.3. 3. 2  Diffusion  Simulations 


Diffusion  simulations  were  performed  on  a  medium  of  size  5  mm  long  by  5  mm  deep,  and  incre¬ 
mental  resolution  0.1  mm  per  cell  (yielding  a  matrix  of  size  50  x  50).  Medium  characteristics 
include  absorption  coefficient  |ia=0- 1 »  and  a  uniform  scattering  coefficient  approximately  equiva¬ 
lent  to  that  used  for  the  performed  MC  simulation  (|Xs -5,  where  |ig'  is  a  reduced  scattering  coeffi¬ 
cient  which  accounts  for  scattering  angle).  Iterative  calculations  were  carried  out  from  t=0  to 
200pS,  with  At=lpS.  Figure  6  illustrates  the  time  course  of  photons  arriving  at  two  different 
detector  sites  (1  mm  and  2  mm  from  the  source).  A  plot  of  the  logarithm  of  this  time-course  (Fig¬ 
ure  7)  illustrates  that  the  decay  approaches  a  straight  line  with  slope  independent  of  detector  dis¬ 
tance,  and  proportional  to  [La,  as  expected. 


Figure  6:  Time  course  of  photons  detected  a)  1  mm  from  the  source,  and  b)  2  mm  from  the 
source,  using  diffusion  simulation. 
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Figure  7:  Log  of  time  course  of  reflected  photons  at  various  distances  from  the  source.  All 
signals  approach  a  straight  line  with  slope  proportional  to  p.a* 


Figure  8:  Reflected  photons  versus  distance  from  the  source  from  diffusion  simulation,  nor¬ 
malized  by  total  incident  photons.  The  distribution  has  the  same  gaussian  form  seen  from  the 
MC  simulations. 

The  total  number  of  photons  reflected  at  each  incremental  distance  from  the  source  was  also  com¬ 
puted.  Figure  8  shows  the  relationship  of  total  photons  reflected  (during  1  to  200ps)  versus  dis¬ 
tance  from  the  source.  The  diffusion  simulation  demonstrates  the  same  gaussian-form 
distribution  seen  in  the  MC  simulation  (see  Figure  4a). 

Results  from  calculation  of  the  probable  photon  paths  for  a  distance  of  1  mm  and  2  mm  from  the 
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source  are  shown  in  Figure  9  for  various  time  intervals.  These  plots  show  that  the  photon  path  is 
dependent  on  both  the  distance  and  the  time  of  arrival.  In  addition,  with  increased  distance  or 
time,  there  is  increased  dispersion/spreading  of  the  photon  path.  Increased  dispersion  may  yield 
decreased  resolution  capabilities. 
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Figure  9:  Probable  path  of  photons  arriving  a)  1  mm  from  the  source  during  a  time  period  of 
1  to  50dS  after  source  impulse;  b)  1  mm  from  the  source  during  a  time  period  of  151  to  200vS 
after  source  impulse;  c)  2  mm  from  the  source  during  a  time  period  of  1  to  50pS  after  source 
impulse  d)  2  mm  from  the  source  during  a  time  period  of  151  to  200pS  after  source  impulse. 


4.4  Results  of  Simulations  and  Analyses  for  Optimum  Design 

In  the  above  simulations  for  validation  of  the  eomputational  models,  the  applied  absorption  eoef- 
fieients  are  slightly  larger  than  would  be  seen  for  physiological  tissue  (due  to  inaceurate  data  at 
the  outset  of  the  Phase  I  project).  Subsequent  simulations,  aimed  toward  the  evaluation  and  devel¬ 
opment  of  an  optimum  design,  are  based  on  absorption  and  scattering  characteristies  representa¬ 
tive  of  actual  physiological  tissue  (as  discussed  in  section  4.1  and  the  following  sections). 
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Simulations  were  performed  using  the  developed  diffusion-based  model  described  in  section  4.3. 
Simulations  were  aimed  at  determining  the  characteristics  of  light  and  tissue  interactions,  evaluat¬ 
ing  advanced  methodologies  for  deep  tissue  measurement,  and  demonstrating  the  capabilities  for 
deep  tissue  measurement. 

Important  characteristics  of  light-tissue  interaction,  elaborated  in  sections  4.4. 1-4.4. 3,  are: 

1)  intensity  of  reflected  light  versus  distance  from  the  source, 

2)  depth  of  photon  travel  as  a  function  of  distance  from  the  source,  and 

3)  depth  of  photon  travel  as  a  function  of  transit  time. 

Advanced  methodologies  identified  include  the  time-resolved  (pulsed  source)  and  the  frequency 
domain  (intensity  modulated  source)  techniques.  Evaluation  of  these  two  methods  for  the  capabil¬ 
ity  to  perform  deep  tissue  measurements  is  reported  in  sections  4.4.4-4.4.5.  Depth  measurement 
capabilities  are  demonstrated  by  performing  simulations  in  a  two  layer  model  for  tissue,  and  an 
artificial  neural  network  technique  is  implemented  for  reconstruction  of  the  layered  data.  These 
analyses  are  reported  in  sections  4.4.6-4.4.7. 


□startB  From  Soiroe  (err) 

Figure  10:  Reflected  light  intensity  versus  distance  from  the  source  under  assumed  worst 
case  conditions  (|ia=0.03  mm'^,  |as=3  mm'^),  based  on  diffusion  simulation. 

4.4.1  Reflected  Light  Intensity  versus  Distance  From  Source 

Given  the  typical  concentration  of  hemoglobin  in  tissue  under  normal  conditions,  and  assuming 
that  absorption  is  due  primarily  to  hemoglobin,  we  would  expect  an  absorption  coefficient  of  ~ 
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0.005  mm‘1  for  wavelengths  near  800  nm.  However,  hemoglobin  concentrations  can  vary  signifi¬ 
cantly  among  different  conditions,  and  other  substances  may  contribute  to  the  total  absorption.  In 
particular,  with  low  levels  of  oxygenation—  where  it  can  be  most  important  to  provide  accurate 
measurements—  tissue  absorption  will  increase  (for  A,f<800  nm)  due  to  the  larger  absorption  coef¬ 
ficient  of  deoxygenated  hemoglobin.  Based  on  literature  data  we  assumed  worst  case  (maximum), 
for  skin  tissue  around  800  nm,  to  be  11^=0.03  mm"l,  ji^'  =  3  mm’^ 

Given  worst  case  values  for  absorption  and  scattering,  simulations  were  performed  to  assess  the 
attenuation  of  light  through  tissue  as  a  function  of  distance  from  the  source.  Figure  10  illustrates 
that  the  log  of  reflected  light  is  approximately  linear  as  a  function  of  distance.  At  a  distance  of  5 

cm  from  the  source  the  injected  light  has  been  attenuated  by  a  factor  of  about  lO'^^.  Given  emit¬ 
ter  and  detector  capabilities,  these  results  suggest  that  adequate  light  will  be  measurable  at  a 
distance  of  up  to  5  cm  for  the  worst  case  values  of  absorption  and  scattering.  With  lower 
absorption  and  scattering  values  adequate  light  will  be  measurable  at  distances  greater  than  5  cm 
from  the  source.  For  example,  with  typical  values  [1^=0.005  mm‘1  and  Pg'  =  1  mm'^  an  attenua¬ 
tion  of  only  about  10'^  is  observed  at  5  cm  from  the  source. 

4.4.2  Depth  of  Photon  Travel  versus  Distance  From  Source 

Probable  photon  paths  were  computed  from  the  diffusion  model,  using  the  method  described  in 
section  4.3.  Figure  1 1  illustrates  the  different  paths  taken  by  photons  detected  at  different  dis¬ 
tances  from  the  source,  with  Pjj=0.03  mm'^,  Pg'  =  3  mm'^.  By  computing  the  probable  photon 

path  for  light  arriving  at  different  distances  from  the  source,  the  depth  sampled  as  a  function  of 
distance  was  evaluated.  Results  demonstrate  that  the  average  and  standard  deviation  of  the  depth 
sampled,  shown  in  Figure  12,  both  increase  with  increasing  distance  from  the  source. 
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Figure  11:  Probable  path  of  photons  arriving  at  a)  2  cm  and  b)  4.8  cm  from  source. 
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Figure  12:  Average  and  standard  deviation  of  depth  of  photon  path  as  function  of  distance. 

In  Figure  10  it  was  suggested  that  reflected  light  will  be  measurable  at  distances  up  to  5  cm  or 
more  from  the  source.  Figure  12  indicates  that  at  5  cm  from  the  source,  the  reflected  photons 
have  sampled  an  average  depth  of  4.5  mm  into  the  tissue,  with  the  edge  of  the  standard  deviation 
envelope  at  a  depth  of  7.5  mm.  Detection  of  the  reflected  light  at  incremental  distances  from  the 
source  may  allow  for  reconstruction  of  tissue  characteristics  along  the  edge  of  this  envelope,  or 
deeper. 

4.4.3  Depth  of  Photon  Travel  versus  Transit  Time 

Probable  photon  paths  indicate  that  the  path  of  photon  migration  is  also  a  function  of  the  time  of 
arrival  at  the  detector  site.  Figure  13  illustrates  the  different  paths  taken  by  photons  arriving  at  a 
given  distance  (4  cm)  from  the  source  at  different  times,  with  11^=0.03  mm~  ^ =3  mm"  1 .  The 
average  and  standard  deviation  of  the  depth  sampled,  shown  in  Figure  14,  both  increase  with 
increasing  time  of  photon  travel. 
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Figure  13:  Probable  path  of  photons  arriving  4  cm  from  the  source,  during  a)  0-.5  ns,  and  b) 
4.5-5  nS,  after  source  pulse. 


Figure  14:  Average  and  standard  deviation  of  depth  of  photon  path  as  a  function  of  time. 
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These  results  suggest  that  the  pulsed  time-resolved  or  time-gated  methods  may  allow  for  selection 
of  photons  which  have  sampled  different  depths.  The  plots  might  further  suggest,  on  first  inspec¬ 
tion,  that  time-gating  may  allow  for  deeper  measurement  than  by  use  of  different  detector  dis¬ 
tances  alone,  yet  this  is  not  necessarily  true.  By  restricting  measurement  to  photons  arriving 
within  a  given  period  of  time,  the  signal  level  will  be  much  smaller. 

For  instance.  Figure  15  illustrates  the  time-course  of  photons  arriving  at  a  distance  of  4  cm  from 
the  source.  At  2.5  ns  the  signal  level  is  attenuated  to  about  10"  ^  5,  approaching  an  unmeasurable 
level.  For  this  time  of  arrival  (2.5  ns)  at  4  cm  from  the  source  the  average  of  the  sampled  depth 
and  edge  of  the  standard  deviation  envelope  are  about  5  mm  and  8  mm  respectively  (see  Figure 
14).  These  values  are  about  the  same  as  for  total  photons  (over  all  time)  arriving  at  a  distance  of  5 

cm  from  the  source  (see  Figure  12),  the  distance  at  which  reflected  intensity  reaches  ~10"1^. 
Thus,  the  time-gating  method  appears  to  reach  approximately  the  same  limitations  for  detection  of 
adequate  photons  which  have  traveled  to  a  given  depth. 


Figure  15:  Reflected  intensity  of  light  arriving  at  a  distance  of  4  cm  from  the  source,  following 
the  source  pulse. 
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4.4.4  Time  Resolved  Measurement  of  the  Absorption  Coefficient 

Diffusion  analysis  demonstrates  that  by  injecting  a  short  pulse  of  light,  the  absorption  coefficient 
of  a  medium  can  be  measured  from  the  time  course  of  reflected  photons.  As  discussed  in  section 
4.3.2,  the  log  of  reflected  light  over  time  will  approach  a  straight  line  which  is  proportional  to  fXa- 
Figure  16  shows  the  time  course  of  reflected  photons  arriving  at  detector  distances  up  to  5  cm 
from  the  source,  for  a  medium  with  |ia=0.03  mm'^,  Ps'  =  3  mm"l.  These  plots  illustrate  that  at  5 

nS  after  the  injected  pulse  of  light,  the  reflected  signals  are  attenuated  by  lO'l^  to  and  are 

therefore  unmeasurable. 


Figure  16:  Time  course  of  photons  arriving  at  different  distances  from  the  source. 

Calculation  of  the  absorption  coefficient  from  the  slope  of  the  time  course  of  reflected  light,  at 
times  between  0  and  5  nS,  is  shown  in  Figure  17.  This  figure  demonstrates  that  at  5  nS  after  the 
injected  pulse  of  light,  the  signals  detected  at  a  distance  of  2  cm  or  more  from  the  source  have  still 
not  reached  close  enough  to  the  straight  line  behavior  proportional  to  fXa-  These  signals  do  not 
approach  the  straight  line  behavior  until  after  5  ns,  when  the  light  has  attenuated  below  measur¬ 
able  levels. 

Accurate  computation  of  (such  as  within  5%)  using  the  pulsed  time-resolved  method,  under 
these  conditions,  is  therefore  not  possible  at  detector  distances  greater  than  2  cm  from  the  source. 
As  a  result,  the  capability  for  measurement  to  large  depths  will  be  greatly  restricted  when  using 
the  time-resolved  method,  since  deep  measurement  requires  accurate  measurement  at  large  dis¬ 
tances  from  the  source. 
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Figure  17:  Computation  of  absorption  coefficient,  over  time,  from  the  time  resolved  wave¬ 
forms. 

4.4.5  Frequency  Domain  Measurement  of  the  Absorption  Coefficient 

An  alternative  method  for  computation  of  the  absorption  coefficient  is  to  apply  an  intensity  mod¬ 
ulated  signal.  The  signal  attenuation  and  the  phase  shift  as  a  function  of  detector  distance  then 
allow  for  measurement  of  the  absorption  and  scattering  coefficients  (Fantini  et  al.,  1995).  Specif¬ 
ically,  the  slope  of  the  detected  DC  signal,  AC  signal,  and  phase  versus  distance  from  the  source 
are  dependent  upon  the  absorption  and  scattering  coefficients.  For  semi-infinite  geometry  this 
relationship  is  not  precisely  linear,  but  with  appropriate  calculations  can  be  treated  as  such  (Fan¬ 
tini  et  al.,  1994).  Measurement  of  two  of  these  three  functions  thus  allows  for  determination  of 
both  the  absorption  and  scattering  coefficients. 

Figure  18  illustrates  the  reflected  light,  at  various  detector  distances,  due  to  a  100  MHz  intensity 
modulated  signal.  The  relationship  of  the  DC  signal  and  phase  shift  versus  detector  distance  is 
shown  in  Figure  19.  Using  the  appropriate  calculations  (Fantini  et  al.,  1994)  the  absorption  coeffi¬ 
cient  is  computed  from  the  slope  of  the  DC  and  phase  signals  (as  a  function  of  distance),  at  dis¬ 
tances  from  0  to  5  cm  from  the  source  (shown  in  Figure  20). 

Since  the  diffusion  approximation  is  not  valid  in  the  immediate  vicinity  of  the  light  source,  com¬ 
putation  of  (la  is  not  valid  for  small  distances  from  the  source.  However,  results  indicate  that  this 
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method  allows  for  accurate  computation  of  the  absorption  coefficient  from  about  1 .5  cm  out  to  5 
cm  or  more  from  the  source,  therefore  providing  measurement  to  greater  depths. 


Figure  18:  Reflected  light  at  different  distances  from  the  source  due  to  a  sinusoidal  intensity 
modulated  source. 


(a)  (b) 


Figure  19:  a)  DC  and  b)  phase  shift  of  reflected  light,  as  a  function  of  distance,  due  to  an  in¬ 
tensity  modulated  source. 
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Figure  20:  Frequency  domain  computation  of  absorption  coefficient  (|ia=0.03  mm'l). 


4.4.6  Capabilities  for  Depth  Measurement  Using  the  Frequency  Domain  Method 

In  a  non-homogeneous  medium,  as  expected  for  tissue,  the  absorption  coefficient  is  no  longer  a 
uniform,  single  variable.  However,  despite  the  highly  complex  structure  of  tissue,  it  may  be 
viewed  as  a  multiple  layer  system.  With  multiple  layers  of  different  absorptions,  the  number  of 
unknown  variables  which  must  be  determined  becomes  increasingly  large.  Table  5  shows  the  total 
number  of  unknown  variables,  where  n  is  the  number  of  layers. 


Variable(s) 

Number 

#  of  layers  (=n) 

1 

|ia  of  each  layer 

n 

Ps  of  each  layer 

n 

refractive  index  of  each  layer 

n 

depth  of  each  boundary  between  layers 

n-1 

Total: 

4n 

Table  5:  Number  of  unknown  variables  in  a  multiple  layer  medium. 

An  unknown  number  of  layers  can  make  the  problem  difficult,  and  even  a  small  number  of  layers 
yields  too  many  variables  to  account  for  within  the  scope  of  this  Phase  I  effort.  Nevertheless,  we 
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can  make  some  valid  assumptions  to  reduce  the  number  of  unknown  variables,  and  demonstrate 
the  capability  for  resolution  of  depth  variations.  The  following  assumptions  were  made: 

1)  scattering  coefficient,  Pg,  is  constant  across  all  layers  (Pg'  =  3  mm‘l) 

2)  refractive  index  is  constant  across  all  layers  (r.i.  =  1.4) 

3)  #  of  layers  (n)  =  2 

These  assumptions  maintain  a  valid  analysis  for  the  following  reasons: 

1)  Ps  and  Pa  are  computed  individually  from  the  phase  and  DC  information  at  varying  dis¬ 

tances  from  the  source.  Therefore  a  value  of  Pg  within  the  range  of  typical  tissue  will  not 
affect  measurement  of  p^.  (Ps  will  affect  the  amount  of  light  reflected,  which  determines 
the  distance  from  the  source  up  to  which  light  is  measurable). 

2)  The  refractive  index  determines  the  velocity  of  light  in  the  tissue,  and  has  a  small  range 

(about  1.3  to  1.5)  in  tissue. 

3)  While  physiological  tissue  may  have  a  highly  complex  structure,  it  can  be  modeled  by  a 

layered  structure.  In  many  cases,  a  two-layer  structure  can  be  sufficient,  and  multiple  lay¬ 
ers  may  be  represented  by  a  single  layer.  For  example:  a)  skin  layer  and  subcutaneous  tis¬ 
sue  layer,  b)  skin  and  blood  vessel,  c)  skin/skull  and  brain  tissue,  d)  skin/subcutaneous  and 
muscle,  e)  skin/subcutaneous  and  liver.  The  two  layer  model  allows  for  determination  of 
the  relationship  between  spatial  variations  in  reflected  light  on  the  surface  and  depth  vari¬ 
ations  in  tissue  absorption,  which  may  then  be  expanded  to  more  layers. 

Given  the  above  assumptions,  the  following  unknown  variables  remain: 

1)  Pa  of  surface  layer 

2)  Pa  of  deep  layer 

3)  depth  of  boundary  between  the  two  layers 

These  three  parameters  are  therefore  those  which  we  need  to  determine,  based  on  the  pattern  of 
reflected  light.  Figure  21  illustrates  this  two  layer  model,  with  the  three  unknown  variables. 
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Figure  21;  Illustration  of  the  two  layer  model  with  three  unknown  variables:  surface  deep 
{Xg,  and  boundary  depth. 

To  examine  the  effect  each  variable  has  on  the  pattern  of  reflected  light,  we  performed  simula¬ 
tions  which  vary  one  variable  at  a  time,  while  the  others  remain  unchanged.  This  yields  the  fol¬ 
lowing  three  analyses,  each  with  two  different  conditions: 

1)  surface  |Xa=varied,  deep  |Xa=constant,  boundary  depth=constant 

a)  surface  fx^  <  deep  fx^ 

b)  surface  [X^  >  deep  [X^ 

2)  deep  ix^^^^ried,  surface  |Xa=constant,  boundary  depth=constant 

a)  surface  |Xa  <  deep  [X^ 

b)  surface  jx^  >  deep 

3)  Boundary  depth=varied,  surface  Pa=constant,  surface  Pa=constant 

a)  surface  <  deep  p^ 

b)  surface  p^  >  deep  p^ 

Using  the  methodology  discussed  in  section  4.4.5  for  frequency  domain  computation  of  the 
absorption  coefficient,  pa  was  computed  for  each  of  the  above  simulations.  Figure  22  shows  the 
computed  p^  curves  (versus  distance  from  the  source),  illustrating  the  effect  of  each  varied  param¬ 
eter.  Distinct  variations  in  the  computed  p^  curves  are  seen  due  to  variations  in  the  three  variables 
(surface  p^,  deep  p^,  and  boundary  depth). 


46 


Figure  22:  Computation  of  absorption  coefficient  using  the  frequency  domain  method  under 
each  of  six  different  conditions  for  the  two  layer  medium.  In  each  plot  one  unknown  variable 
is  varied,  as  indicated  above  and  described  text. 
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For  example,  in  subplot: 

a)  Deep  absorption  is  varied,  surface  absorption  <  deep  absorption 

•computed  absorption  varies,  particularly  at  large  distances  from  source 

b)  Deep  absorption  is  varied,  surface  absorption  >  deep  absorption 

•computed  absorption  varies  at  large  distances  from  source,  same  at  very  short  distances 

c)  Surface  absorption  is  varied,  surface  absorption  <  deep  absorption 

•computed  absorption  varies  at  all  distances  from  source 

d)  Surface  absorption  is  varied,  surface  absorption  >  deep  absorption 

•computed  absorption  varies  at  small  distances  from  source,  same  at  large  distances 

e)  Border  depth  is  varied,  surface  absorption  <  deep  absorption 

•computed  absorption  varies  at  all  distances  from  the  source 

f)  Border  depth  is  varied,  surface  absorption  >  deep  absorption 

•computed  absorption  varies  at  increasing  distances  from  source  with  increasing  depth 

Thus,  it  is  clear  that  variations  in  the  unknown  variables  are  indeed  reflected  in  the  computed  pa 
curve.  However,  the  given  problem  requires  definition  of  this  complex  relationship,  so  that  for  an 
unknown  medium  each  of  the  variables  can  be  determined. 

To  review,  the  complete  process,  using  the  frequency  domain  method,  is  as  follows: 

1)  An  intensity  modulated  source  is  applied  to  the  medium  (tissue); 

2)  Reflected  light  is  measured  at  varying  distances  from  the  source; 

3)  DC  and  phase  shift  of  reflected  light,  as  a  function  of  distance,  are  measured; 

4)  The  absorption  coefficient,  is  computed  as  a  function  of  distance,  using  the  DC  and 

phase  shift  information; 

5)  The  unknown  variables  (surface  p^,  deep  p^,  border  depth)  are  calculated  from  the  com¬ 

puted  Pa  curve. 

It  is  this  last  step  which  requires  determination  of  the  complex  relationship  between  the  unknown 
variables  and  the  computed  p^  curve.  For  the  purpose  of  this  phase  I  effort,  we  constructed  an  arti¬ 
ficial  neural  network,  and  trained  it  to  learn  this  relationship.  Details  and  results  of  this  imple¬ 
mentation  are  discussed  in  the  next  section. 

4.4.7  Neural  Network  Determination  of  Absorptions  and  Boundary  Depth 

Artificial  neural  networks  are  mathematical  structures,  based  on  the  interaction  between  physio- 
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logical  neurons,  which  can  perform  a  variety  of  computational  functions.  One  particular  function 
is  the  ability  to  perform  pktein  recognition.  A  neural  network  can  be  trained  to  learn  a  desired 
relationship  by  supplying  sample  data  and  the  corresponding  desired  output.  Ideally  the  neural 
network  generalizes  the  appropriate  relationship  and  is  able  to  derive  the  appropriate  output  for 
any  given  input  vector. 

Here  we  apply  neural  network  pattern  recognition  methods  to  determine  the  relationship  between 
the  computed  absorption  coefficient  as  a  function  of  distance  (from  the  frequency  domain  mea¬ 
surement)  and  the  corresponding  two  layer  structure  of  the  measured  medium.  By  training  an  arti¬ 
ficial  neural  network,  results  indicate  the  distinctness  of  the  relationship  and  the  corresponding 
sensitivity  to  layered  absorption. 


Vector 

# 

Surface  pa 

(mm"k 

Deep  pa 
(mm"^) 

Border 

Depth 

(mm) 

Vector 

# 

Surface  pa 

(mm‘k 

Deep  pa 
(mm'^) 

Border 

Depth 

(mm) 

1 

.010 

.011 

9 

24 

.030 

.010 

9 

2 

.010 

.013 

9 

25 

.010 

.030 

11 

3 

.010 

.015 

9 

26 

.030 

.010 

11 

4 

.010 

.020 

9 

27 

.010 

.030 

13 

5 

.011 

.010 

9 

28 

.030 

.010 

13 

6 

.013 

.010 

9 

29 

.010 

.030 

15 

7 

.015 

.010 

9 

30 

.030 

.010 

15 

8 

.020 

.010 

9 

31 

.010 

.030 

17 

9 

.020 

.030 

9 

32 

.030 

.010 

17 

10 

.025 

.030 

9 

33 

.010 

.030 

19 

11 

.027 

.030 

9 

34 

.030 

.010 

19 

12 

.029 

.030 

9 

35 

.010 

.020 

13 

13 

.030 

.020 

9 

36 

.020 

.010 

13 

14 

.030 

.025 

9 

37 

.015 

.025 

13 

15 

.030 

.027 

9 

38 

.025 

.015 

13 

16 

.030 

.029 

9 

39 

.020 

.030 

5 

17 

.010 

.030 

3 

40 

.030 

.020 

5 

18 

.030 

.010 

3 

41 

.015 

.025 

5 

19 

.010 

.030 

5 

42 

.025 

.015 

5 

20 

.030 

.010 

5 

43 

.015 

.025 

16 

21 

.010 

.030 

7 

44 

.025 

.015 

16 

22 

.030 

.010 

7 

45 

.015 

.025 

19 

23 

.010 

.030 

9 

46 

.025 

.015 

19 

Table  6:  Simulation  conditions  for  neural  network  training  set. 
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A  set  of  vectors  was  compiled  from  the  simulation  results  discussed  in  the  previous  section  (sec¬ 
tion  4.4.6),  which  examine  the  effect  of  the  three  unknown  parameters  in  the  assumed  two  layer 
model  (surface  p.^,  deep  border  depth).  These  vectors,  containing  the  computed  p^  as  a  func¬ 
tion  of  distance  from  the  source  (based  on  the  frequency  domain  method),  were  applied  as  train¬ 
ing  inputs  to  a  neural  network.  Table  6  lists  the  conditions  of  each  simulation  included  in  the 
training  set. 

The  neural  network  implemented  is  illustrated  in  Figure  23,  and  has  the  following  structure: 

Inputs  =  55,  corresponding  to  the  computed  p^  value  at  1  mm  increments  from  the  source  (6- 
60  mm) 

Hidden  Layer  Neurons  =  75 

Outputs  =  3,  corresponding  to  each  unknown  variable:  surface  p^,  deep  pJ^,  boundary  depth 


Input 

Vector 


Input  Hidden 

Layer  Layer 

Output 


Surface  absorption 


Deep  absorption 


Boundary  depth 


Figure  23:  Illustration  of  the  neural  network  structure. 

By  applying  the  computed  Pjj  vectors  to  the  neural  network,  and  training  it  to  provide  the  correct 
output  for  the  absorption  of  each  layer,  and  the  depth  of  the  boundary,  the  neural  network  learns 
the  complex  relationship. 

Results  of  the  neural  network  implementation  are  shown  in  Table  8,  which  lists  the  error  achieve¬ 
ments  for  the  training  process,  as  well  as  for  some  additional  test  cases  (i.e.  not  in  training  set) 
which  were  applied  to  the  trained  network.  Table  7  lists  the  simulation  conditions  for  the  3  test 
vectors. 
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Vector 

# 

Surface  [ig 
(mm"^) 

Deep  Pa 
(mm‘^) 

Border  Depth 
(mm) 

1 

0.018 

0.026 

12 

2 

0.023 

0.012 

12 

3 

0.013 

0.024 

6 

Table  7:  Simulation  conditions  for  neural  network  test  vectors. 


Training  Set  (46  vectors) 

Test  Set  (3  vectors) 

Variable 

Standard  Deviation  Error 

Error  (absolute  value) 

Depth 

0.5510  mm 

0.14,  0.9,  1.24  mm 

Surface  Absorption 

0.00073  mm-1  (2-7%) 

0.001,  0.0009,  0.0029  mm-1 

Deep  Absorption 

0.0015  mm-1  (5-15%) 

0.0004,  0.0015, 0.0019  mm-1 

Table  8:  Neural  network  results  for  reconstruction  of  layered  medium. 


These  results  demonstrate  that  the  relationship  between  computed  absorption  as  a  function  of  dis¬ 
tance,  and  layered  variations  is  distinct  and  determinable.  Given  the  conditions  of  the  training  set 
vectors  with  boundary  depths  up  to  2  cm,  the  results  demonstrate  the  ability  to  make  measure¬ 
ments  up  to  2  cm  deep.  Simulations  were  performed  with  the  second  layer  at  depths  greater  than  2 
cm  deep;  however,  when  it  was  attempted  to  include  these  cases  in  the  neural  network  training 
set,  the  learning  process  was  slow  and  conversion  to  minimal  error  levels  was  uncertain. 

To  improve  upon  the  achieved  performance  further  training  and  a  larger  training  set  (for  increased 
generalization  capability)  may  be  beneficial.  However,  the  artificial  neural  network,  while  suit¬ 
able  for  testing  in  the  scope  of  phase  I  project,  is  not  the  best  approach  for  this  particular  problem 
due  to  its  inherent  binary  (1  or  0  output)  nature.  For  our  study,  we  utilized  the  neural  network  to 
provide  a  range  of  possible  output  values  (normalized  within  the  scale  of  0  to  1),  which  works 
against  the  strengths  of  the  neural  network.  Other  methods  of  pattern  recognition,  which  could  be 
implemented  within  the  scope  of  a  Phase  II  project,  may  therefore  prove  more  effective. 


4.5  Potential  Expansion  for  Multi-parameter  Measurement 
4.5.1  Tissue  Pigments 

Kessler  (1992)  lists  the  following  pigments  as  contributing  to  the  optical  properties  of  tissue: 
Hemoglobin  (oxy-  and  deoxy-);  Myoglobin  (oxy-  and  deoxy-);  Cytochromes  aa3,b,c;  Flavopro- 
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teins,  Pyridinnucleotides;  and  Melanin.  Measurement  of  these  pigments  may  allow  for  diagnostic 
indicators  of  physiological  status. 

Hemoglobin 

Pulse  oximetry  devices  typically  measure  the  change  in  absorption  due  to  systolic  pulsation  at  two 
different  wavelengths  to  determine  the  ratio  of  oxygenated  to  deoxygenated  hemoglobin.  How¬ 
ever,  measurement  of  the  total  hemoglobin  can  allow  for  a  more  accurate  measurement  of  oxy¬ 
genation,  and  itself  can  provide  valuable  information  about  physiological  status. 

Measurement  of  total  hemoglobin  has  been  proposed  by  using  a  different  set  of  wavelengths  than 
used  for  the  oxygenation  measurement.  By  using  two  NIR  wavelengths  each  in  isobestic  regions 
for  oxy-  and  deoxy-hemoglobin  (i.e.  800  nm  and  1300  nm),  total  hemoglobin  is  measured 
(Schmitt  et  ah,  1992).  Thus,  a  3-wavelength  design  would  be  capable  of  measuring  both  oxygen¬ 
ation,  hemoglobin  and  total  hemoglobin.  In  this  case  absolute  quantization  of  total  hemoglobin 
requires  knowledge  of  the  pathlength. 

Alternatively,  time-resolved  (with  pulsed  source)  or  frequency  domain  (intensity  modulated 
source)  methods  allow  for  quantification  of  the  absorption  coefficient.  This  then  allows  for  quan¬ 
tification  of  hemoglobin  concentrations,  using  two  wavelengths. 

Myoglobin 

Myoglobin  possesses  similar  optical  characteristics  to  those  of  hemoglobin.  Like  hemoglobin,  it 
has  distinct  absorption  spectra  for  the  oxygenated  versus  deoxygenated  state,  with  specific 
isobestic  wavelengths  where  absorption  is  independent  of  the  oxygenation  state.  This  may  allow 
for  the  measurement  of  the  oxygenation  state  of  myoglobin,  which  can  be  important  for  example 
during  muscle  activity,  using  a  two  (or  more)  wavelength  system. 

Cytochrome  aa 5 

Cytochrome  aa3  can  be  a  useful  diagnostic  indicator  because  of  its  role  in  the  mitochondrial  respi¬ 
ratory  chain.  Specifically,  the  oxidation  state  of  cytochrome  aa3  can  be  indicative  of  the  delivery 

of  oxygen  to  the  cells.  Similar  to  hemoglobin  and  myoglobin,  the  absorption  spectrum  of  cyto¬ 
chrome  aa3  is  dependent  on  this  oxidation  state.  This  can  allow  for  measurement  of  cytochrome 

aa3  oxidation  using  similar  optical  methods.  Wickramasinghe  et  al.  (1994)  describe  a  three  wave¬ 
length  system  for  measurement  of  Hb02,  Hb,  and  cyt  aa3. 

Melanin 

Information  on  the  quantity  and  location  of  melanin  in  the  skin  can  provide  useful  diagnostie 
information.  Optical  absorption  by  melanin  is  large  in  the  visible  region  but  decreasing  into  the  IR 
region.  As  indicated  by  the  dependency  of  pulse  oximetry  measurement  on  melanin,  melanin 
absorption  can  be  significant  in  the  NIR  region  used  for  the  pulse  oximeter.  Determination  of  mel¬ 
anin  concentration  may  therefore  prove  useful  for  improving  the  accuracy  of  oxygenation  mea¬ 
surement,  as  well. 
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Flavoproteins  and  Pyridinnucleotides 

Several  specific  substances  may  fall  into  this  category.  These  may  have  specific  diagnostic  value 
by  themselves  or  may  contribute  interference  to  measurement  of  other  substances,  so  that  knowl¬ 
edge  of  their  quantity  may  prove  useful. 

4.5.2  Chemical  Concentrations 

Glucose 

Measurement  of  glucose  can  be  useful  for  a  variety  of  applications  including  diabetic  monitoring. 
Studies  have  demonstrated  the  measurement  of  glucose  concentrations  in  blood  samples  using 
optical  (NIR  wavelength)  methods  (Marquardt  et  al.,  1993,  Ward  et  al.,  1989).  Glucose  has  a 
characteristic  absorption  spectrum  in  the  range  of  2.0-2.5  |im,  however  interference  occurs  due  to 
proteins  which  have  a  strong  absorption  in  this  range.  Least  squares  analysis  and  filtering  methods 
have  been  used  to  provide  more  accurate  determination  of  glucose  concentration.  Marquardt  et 
al.  indicate  that  the  2.27  |im  glucose  absorption  band  provides  most  of  the  reliable  glucose  infor¬ 
mation. 

Another  reported  study  employed  polarimetric  techniques  to  measure  the  rotation  of  polarized 
light  through  a  test  cell  and  through  the  aqueous  humor  of  an  extracted  eye  (Cote  et  al.,  1992). 
Rotation  of  the  polarized  light  is  linearly  related  to  the  concentration  of  glucose  in  the  optical 
medium.  Adaptation  of  these  methods  for  non-invasive  measurement  of  glucose  in  vivo  may 
prove  effective. 

Water  Content 

A  change  in  the  tissue  fluid  balance  can  occur  due  to  various  physiological  disorders  or  condi¬ 
tions.  For  instance,  there  is  an  increase  in  water  content  with  inflammation  or  trauma.  Tissue 
reflectance  has  been  shown  to  change  (within  the  range  of  about  500  nm  to  1400  nm)  with  differ¬ 
ent  fluid  levels,  due  to  absorption  by  water  (Tsai  et  al.,  1993).  Correlation  of  absorption  changes 
to  water  content  changes  may  therefore  be  possible.  Tsai  suggests  the  use  of  1300  nm  wavelength, 
an  isobestic  point  for  hemoglobin,  where  the  oxygenation  state  will  not  influence  measurement. 

pH 

Optical  measurement  of  pH  (hydrogen  ion  activity)  has  been  studied  using  either  a  luminescent  or 
an  absorptive  indicator.  A  luminescent  indicator  is  excited  by  a  given  wavelength,  and  then  emits 
light  at  a  second  wavelength  dependent  on  the  pH  level.  This  method  requires  a  strong  intensity 
of  light  for  excitation,  and  the  resulting  emission  is  generally  weak.  An  absorptive  indicator,  on 
the  other  hand,  changes  absorption  with  the  pH  level.  An  absorptive  indicator  (compound  5-91, 
containing  azo  chromophore)  has  been  developed  (Wolthuis  et  al.,  1992)  with  the  desired  charac¬ 
teristics  for  physiological  measurement;  compound  5-91  has  sensitivity  in  physiological  range 
6. 8-7. 8  pH  and  an  absorption  peak  at  625  nm. 
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02  Consumption 


This  parameter  has  been  identified  as  potentially  beneficial  to  monitor,  yet  relevant  literature  on 
non-invasive  optical  measurement  was  not  found.  However,  this  parameter  may  be  able  to  be 
computed  from  the  non-invasive  optical  measurement  of  hemoglobin  oxygenation  and/or  cyto¬ 
chrome  aa3  oxidation  states. 

CO2,  Bicarbonate,  Metabolic  ions  (K'^,  Na'^,  Cal'^,  Mg^'^) 

These  substances  have  been  identified  as  potentially  beneficial  to  monitor,  yet  relevant  literature 
on  non-invasive  optical  measurement  was  not  found.  Optical  properties  of  these  substances  would 
require  further  investigation. 

4.5.3  Other  Parameters 

Temperature 

Thermal  imaging  techniques  to  measure  temperature  differences  in  physiological  tissue  utilize  the 
ratio  of  absorption  at  two  different  optical  wavelengths,  which  is  dependent  on  temperature.  Opti¬ 
mum  wavelengths  for  this  measurement  are  those  at  which  transmission  through  the  epidermis, 
and  absorption  by  the  blood  vessels,  is  maximum.  Wavelengths  around  1.2  ^m  and  1.7  jim  have 
been  suggested  for  meeting  these  criteria.  Methods  for  intravascular  measurement  of  temperature 
detect  reflected  light  through  an  absorptive  filtering  lens  which  changes  absorption  properties 
dependent  on  temperature  (Wolthuis  et  al.,  1993). 

Blood  Flow  (BF) 

Methods  for  non-invasive  optical  monitoring  of  blood  flow  include  laser  Doppler  flowmetry  sys¬ 
tems  which  are  currently  commercially  available.  These  systems  measure  the  velocity  of  blood 
particles  by  detecting  the  Doppler  shift  in  reflected  light,  to  determine  blood  perfusion.  An  exam¬ 
ple  of  such  a  system  is  the  MEDPACIFIC  Model  LD  5000  Laser  Doppler  perfusion  monitor 
(MEDPACIFIC  Corp.,  Seattle,  WA).  One  study  has  reported  the  simultaneous  application  of  this 
system  with  oximetry  measurement  in  a  single  optical  probe.  In  addition,  studies  have  demon¬ 
strated  the  calculation  of  cerebral  blood  flow  (and  blood  volume)  based  on  the  non-invasive  opti¬ 
cal  measurement  of  hemoglobin  (Wickramasinghe  et  al.,  1994). 

Blood  Volume  (BV) 

Studies  have  demonstrated  the  determination  of  cerebral  blood  volume  based  on  measurement  of 
total  hemoglobin  concentration  (Wickramasinghe  et  al.,  1994).  This  calculation  assumes  that 
total  Hb  is  equal  to  the  sum  of  deoxy-Hb  and  oxy-Hb,  and  that  Hematocrit  is  known: 
CBV=100*Y  /  H*R,  where  CBV=cerebral  blood  flow,  Y=change  in  total  Hb,  H=hematocrit,  and 
R=cerebral  to  large  vessel  packed  cell  ratio.  Application  of  this  methodology  to  measurement  of 
blood  volume  contained  within  other  regions  may  also  prove  effective. 
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Substance/Parameter 

Potential  Wavelength(s) 

Hemoglobin  oxygenation 

2  X  system:  645-780  nm,  820-950  nm 

Total  Hemoglobin 

2  X  system:  800,  1300  nm,  or 
time-resolved/frequency  domain  methods 

Hb,  Hb02,  and  cytochrome  aa3 

3  X  system:  775,  845,  904 

Glucose 

2270  nm 

Water  Content 

1300  nm  (or  other  isobestic  point  for  Hb) 

pH 

625  nm 

Temperature 

1200  nm,  1700  nm 

Blood  Flow 

Laser  Doppler:  -630  nm;  or 
computed  from  Total  Hb 

Blood  Volume 

computed  from  Total  Hb 

Table  9:  List  of  some  substances/parameters  and  potential  wavelengths  for  non-invasive 

optical  monitoring. 


4.6  Summary 

The  Phase  I  design  effort  involved  a  comprehensive  series  of  efforts  which  established  the  capa¬ 
bility  for  measurement  of  deep  tissue  oxygenation,  and  yielded  detailed  specifications  and 
requirements  for  the  device.  To  summarize,  we: 

1)  Performed  an  extensive  review  of  state  of  the  art  technology  and  ongoing  research 

2)  Determined  the  optical  properties  of  physiological  tissue,  including  experimental  validation 

3)  Developed  computational  models  for  simulation  of  light  transport  in  tissue 

4)  Performed  extensive  simulations  to  characterize  light-tissue  interaction 

5)  Evaluated  advanced  methodologies  for  deep  tissue  measurement 

6)  Demonstrated  capabilities  for  deep  tissue  measurement  using  the  frequency  domain 

method 

7)  Implemented  a  pattern  recognition  scheme  for  reconstruction  of  a  layered  medium 

Results  indicate  that  the  best  approach  for  measurement  in  deep  tissue  is  the  frequency  domain 
methodology.  Extensive  analyses  demonstrated  and  quantified  the  capability  of  this  technique  for 
measurement  of  deep  tissue.  This  was  most  evident  by  application  of  the  neural  network  for 
reconstruction  of  absorption  in  the  layered  medium.  Analyses  indicates  that  the  designed  sensor 
will  be  capable  of  measuring  hemoglobin  concentration  and  oxygen  saturation,  up  to  2  cm 
deep. 
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5.0  Detailed  Phase  II  Design 


The  Phase  I  design  effort  established  the  feasibility  of  the  proposed  sensor,  determined  the  best 
technical  approach,  and  helped  detail  requirements  for  the  complete  device.  As  determined 
through  the  Phase  I  design  efforts,  the  Phase  II  system  will  meet  the  following  needs: 

1)  Frequency  domain  implementation:  The  Phase  I  effort  performed  a  comparison  between 
pulsed  time-domain  techniques  and  continuous-wave  sinusoidally  modulated  frequency  domain 
techniques.  The  frequency  domain  techniques  were  shown  to  be  far  superior  when  the  goal  is  to 
perform  deep  tissue  examination.  This  is  primarily  due  to  the  CW  (continuous  wave)  nature  of 
the  signal,  which  allows  for  long  integration  periods  of  the  signals  of  interest  to  increase  the  sig- 
nal-to-noise  ratio.  For  this  methodology,  the  signals  of  interest  are  the  DC  level  of  the  incident 
radiation  and  the  phase  shift  between  the  received  and  transmitted  signals. 

2)  Resolution  of  spatial  variations  in  light  detected  on  the  surface:  Phase  I  analyses  indicate 
that  spatial  variations  in  reflected  light  along  the  tissue  surface  contain  information  on  the  deep 
layered  structure  of  the  tissue.  For  high  resolution  of  these  variations,  and  therefore  high  resolu¬ 
tion  of  depth  variations,  an  array  of  detectors  with  small  incremental  distances  is  required.  This 
aspect  is  key  to  the  unique  design  which  has  been  developed  to  allow  distinction  of  layered  infor¬ 
mation  and  measurement  within  deep  tissue. 

3)  Interpretation  scheme  for  extracting  layered  information:  In  spite  of  the  short  time  dura¬ 
tion  and  lack  of  substantial  resources  imposed  by  the  typical  Phase  I  effort,  the  development  team 
managed  to  construct  an  advanced  pattern  recognition  scheme  to  automatically  extract  layered 
information  from  the  simulated  results  (namely  the  absorption  of  each  of  the  two  layers  and  the 
depth  of  the  second  layer).  The  Phase  II  instrument  will  build  upon  this  work,  resulting  in  a  sen¬ 
sor  that  robustly  performs  this  quantitative  operation. 

5.1  Design  Overview 

The  process  for  the  designed  system  is  as  follows: 

1)  An  intensity  modulated  source  is  applied  to  the  medium  (tissue); 

2)  Reflected  light  is  measured  at  incremental  distances  from  the  source; 

3)  DC  and  phase  shift  of  reflected  light,  as  a  function  of  distance,  are  measured; 

4)  The  absorption  coefficient,  is  computed  as  a  function  of  distance,  using  the  DC  and 

phase  shift  information; 

5)  The  unknown  variables  (surface  p^,  deep  Pj,,  border  depth)  are  calculated  from  the  com¬ 

puted  Pa  curve; 

6)  Oxygenation  and  hemoglobin  concentrations  are  derived  from  absorption  coefficients. 

Figure  24  illustrates  the  block  diagram  for  the  frequency  domain  implementation.  Main  compo¬ 
nents  of  the  system  include:  driving  circuitry,  light  source,  detector  array,  DC  signal  measure¬ 
ment,  phase  shift  measurement,  and  signal  processing  and  computation.  Each  component  is 
elaborated  next. 
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MEDIUM  (TISSUE) 


Figure  24:  Block  diagram  of  sensor  design. 

5.1.1  Driving  Circuitry 

The  driving  circuitry  generates  a  sine  wave  supply  voltage  to  the  light  source  for  producing  an 
intensity  modulated  light  signal.  Modulation  frequency  of  the  light  source  will  be  in  the  range  of 
10-50  MHz.  Current  through  the  LEDs  is  maximized  to  provide  a  maximum  amount  of  radiant 
light  intensity,  without  exceeding  device  limitations  (e.g.  for  typical  candidate  sources,  the  cur¬ 
rent  through  the  source  cannot  exceed  100mA).  The  driving  circuitry  also  provides  the  capability 
for  automatic  switching  between  the  two  required  wavelengths. 

The  drive  circuitry  must  provide  a  stable  current  drive  to  each  of  the  LEDs.  Preferably  it  will  pro¬ 
duce  100%  modulation  depth  with  minimum  phase  noise  and  distortion  at  the  required  frequency. 
Distortion  can  be  minimized  by  making  sure  that  the  LED  does  not  cutoff  and  that  the  current  is  a 
pure  sine  wave.  A  typical  drive  circuit  would  be  like  that  shown  in  Figure  25. 

In  this  circuit,  the  current  through  the  diode  is  equal  to  one  half  the  AC  and  DC  voltages  divided 
by  the  resistor,  Rg.  The  values  of  the  DC  must  be  at  least  half  of  the  AC  peak-to-peak  amplitude 
to  avoid  cutoff.  The  operational  amplifier  must  be  able  to  drive  the  required  current  at  the  desired 
frequency  with  margin  to  spare  in  order  to  maintain  linear  operation.  This  particular  stage  must 
be  well  isolated  from  all  noise  or  external  modulation  sources.  The  DC  supply  is  usually  provided 
by  a  DAC  (digital  to  analog  converter)  with  a  stable  reference,  while  the  AC  signal  is  an  input 
from  the  frequency  synthesizer.  The  frequency  synthesizer  will  typically  be  located  some  dis¬ 
tance  from  the  sensor.  Details  of  the  frequency  synthesizer  are  elaborated  next. 
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Figure  25:  Current  drive  for  LED  illumination  source. 

5.1.2  Frequency  Synthesizer  (FS) 

There  are  several  ways  to  implement  a  frequency  synthesizer  for  this  sensor.  The  major  determin¬ 
ing  factors  are  the  number  of  frequencies  and  the  noise  performance.  The  number  of  frequencies 
depends  on  the  modulation,  demodulation  and  phase  measurement  technique.  The  required  noise 
performance  depends  on  the  sensitivity  of  the  required  phase  measurement.  Frequency  synthesis, 
itself,  can  be  quite  complex.  A  typical  FS  design  includes  12  steps  as  outlined  below. 

Step  1.  Frequency  Plan.  Based  on  considerations  such  as  spurious  outputs,  phase  noise,  and/or 
switching  time,  a  preliminary  frequency  plan  is  developed  (i.e.  multi-  or  single  loop,  digital,  frac¬ 
tional  etc.). 

Step  2.  Intermodulation  Products.  Intermodulation  products  generated  from  mixers  or  multipli¬ 
ers  must  be  evaluated  and  eliminated  from  any  critical  bands. 

Step  3.  Preliminary  Filter  Design.  A  preliminary  filter  design  is  performed  to  establish  the  feasi¬ 
bility  of  reducing  out  of  band  spurious  outputs  to  the  required  levels. 

Step  4.  Phase  Noise.  A  preliminary  phase  noise  analysis  is  performed  to  determine  whether  or 
not  the  phase-noise  requirement  can  be  met  with  the  selected  approach  and  commercially  avail¬ 
able  references. 
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Step  5.  Block  Diagram.  A  preliminary  detailed  block  diagram  is  prepared  upon  successful  com¬ 
pletion  of  steps  1-4. 

Step  6.  Radio-frequency  Power  Levels.  The  designer  must  now  establish  input  and  output  power 
levels  for  each  block  in  the  diagram. 

Step  7.  Leakage  of  RF  signals.  Expected  leakage  of  RF  signals  through  circuits—  such  as  the 
local  oscillator  leakage  to  the  output  of  the  mixer—  is  identified,  power  levels  estimated,  magni¬ 
tudes  of  possible  spurious  combinations  and  modifications  made  to  the  block  diagram  as  neces¬ 
sary,  including  additional  filters,  or  isolation  amps. 

Step  8.  Discrete  FM  sidebands.  Based  on  the  FM  sideband  requirements,  tolerable  limits  at  each 
stage  in  the  design  are  established,  estimates  are  made,  and  measures  taken  to  meet  requirements. 
Particular  problems  occur  when  power  supplies  feeding  the  voltage  controlled  oscillators  are  not 
properly  designed. 

Step  9.  Schematic  Diagram.  Upon  completion  of  steps  1-8  a  preliminary  schematic  is  prepared. 

Step  10.  Packaging.  The  synthesizer  is  divided  into  modules  as  necessary  for  elimination  of  RF 
pickup.  Connectors  and  cables  are  identified  as  well  as  overall  distribution  of  power  and  signal 
routing. 

Step  11.  Schedule.  A  schedule  is  prepared  with  milestones  based  on  availability  of  resources, 
labor  estimates,  and  availability  of  parts. 

Step  12.  Circuit  Design.  Detailed  hardware  design  and  construction. 

Some  important  practical  considerations  include  cost  and  size.  There  are  certain  components  that 
are  in  volume  manufacture  and  hence  are  very  cheap.  This  is  particularly  true  for  filters  at  455 
KHz,  10.7  MHz  and  70  MHz.  Recently,  many  new  highly  integrated  RF  components  have 
emerged  to  support  the  boom  in  cellular  phones  and  other  wireless  products.  These  are  all  consid¬ 
erations  that  must  be  taken  into  account  during  the  design  process. 

In  the  case  of  the  proposed  instrument,  the  most  likely  approach  is  to  use  a  two  frequency 
approach  where  one  frequency  is  used  to  drive  the  LED  and  a  second  frequency  is  used  to  trans¬ 
late  the  phase  and  amplitude  information  down  to  lower  frequency  where  it  is  easier  to  process. 
For  example,  one  might  use  10.7  MHz  as  the  modulation  frequency,  10.69  as  the  local  oscillator 
giving  0.01  MHz  or  10  Khz  as  the  baseband  frequency.  Phase  and  amplitude  measurements  are 
then  made  on  this  10  KHz  signal  and  averaged  to  further  reduce  noise  resulting  in  an  update  of 
about  100  Hz.  A  typical  block  diagram  for  such  a  system  is  shown  in  Figure  26. 

The  phase/frequency  detector  and  dividers  are  typically  part  of  a  low  cost  integrated  circuit  (IC). 
The  1  MHz  oscillator  is  a  very  common  but  high  performance  frequency  reference.  Isolation 
amps  can  be  as  simple  as  an  emitter  follower. 
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Figure  26:  Two  loop,  dual  frequency  synthesizer  block  diagram. 

5.1.3  Light  Source 

Light  source  options  include  lasers,  LEDs  (Light  Emitting  Diodes),  and  lamps.  LEDs  were  cho¬ 
sen  for  this  applications  because  they  are  low  cost,  safe,  and  meet  the  performance  characteris¬ 
tics  required  for  a  frequency  domain  implementation.  Components  were  selected  to  provide 
wavelengths  within  the  required  range:  A,i =820-880  nm  and  A.2=710-760nm.  The  sources  must 
also  be  capable  of  modulation  at  the  desired  frequency.  The  components  used  for  testing  during 
this  Phase  I  effort  meet  these  requirements:  Stanley  LED  NR513:  720nm;  Stanley  LED  DN304: 
850nm,  and  are  included  in  the  Phase  II  design. 

5.1.4  Detectors 

Options  for  light  detectors  include  diodes,  PIN  Diodes,  APDs  (avalanche  photo-diodes),  PMTs 
(photo-multiplier  tubes),  and  CCDs  (charge  coupled  devices).  PIN  diodes  were  chosen  because 
they  provide  the  optimum  trade-off  between  speed,  sensitivity,  cost,  and  size  for  this  application. 
Detectors  will  be  placed  at  1  mm  increments,  ranging  0.6  to  6  cm  from  the  light  source. 

The  detector  module  must  have  a  preamplifier  drive  circuit.  The  preferred  type  of  preamplifica- 
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tion  circuit  depends  on  the  type  of  detector.  Photoconductive  detectors  are  typically  biased  and 
AC  coupled  to  a  low  impedance  amplifier.  Photovoltaic  detectors  are  typically  coupled  to  the 
input  of  a  transimpedance  amplifier  as  shown  in  Figure  27.  In  this  ease,  the  photons  generate  a 
current  that  flows  in  to  a  virtual  ground  node  and  through  the  feedbaek  resistance  Rp  which  sets 
the  transimpedance  gain.  Ideally,  the  photodiode  and  amplifier  are  immediately  adjacent  to  one 
another  to  eliminate  noise  pickup  and  reduce  input  capacitance  whieh  acts  as  a  significant  current 
shunt  at  higher  frequencies  causing  a  reduction  in  signal  and  an  increase  in  the  noise.  Unfortu¬ 
nately,  large  arrays  of  detectors  with  integrated  preamplifiers  are  not  common  or  low  cost  in  part 
because  there  are  few  applications  that  require  it.  However,  there  are  many  applications  that 
would  benefit  from  it. 
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Figure  27:  Detector  coupled  to  a  transimpedance  amplifier. 

In  the  Phase  II  prototype,  we  will  probably  examine  two  approaches.  The  first  approach  will  use 
an  array  of  diserete  detector  elements,  such  as  that  shown  in  Figure  28,  tightly  coupled  to  a  sur¬ 
face  mount  or  (chip  on  board)  array  of  preamps  each  with  separate  output  and  RF  processing 
chain  or  multiplexer.  A  second  approach  is  to  use  discrete  diodes  and  amplifiers  such  as  those 
shown  in  Figure  29.  This  latter  approach  allows  the  use  of  higher  performance  detector/preamps, 
however,  the  packaging  density  is  low  and  the  cost  is  high. 
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Figure  28:  Example  of  array  of  discrete  detector  elements  on  surface  mount/chip. 


Figure  29:  Example  of  discrete  diode  detectors 

5.1.5  DC  and  Phase  Shift  Measurements  --  Demodulation 

This  system  function  consists  of  the  circuitry  required  for  making  the  DC  and  phase  measure¬ 
ments  of  reflected  light  signals  along  the  detector  array.  Sensitivity  of  these  measurements  deter¬ 
mines  the  sensitivity  which  can  be  obtained  for  computation  of  the  absorption  coefficient, 
hemoglobin  concentration,  and  oxygenation. 

The  DC  and  phase  shift  signals  must  also  be  processed  through  signal  conditioning  circuits  and 
analog-to-digital  conversion,  for  input  to  the  software  platform,  where  signal  processing  and 
parameter  computation  are  performed. 
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The  measurement  of  the  DC,  AC  amplitudes  and  phase  shift  relative  to  the  reference  of  a  sine 
wave  can  be  accomplished  in  many  ways.  One  technique  is  to  digitize  the  output  at  a  fast  rate  rel¬ 
ative  to  the  frequency  and  then  use  the  Discrete  Fourier  Transform  (DFT)  to  obtain  this  data. 
Because  the  signal  is  a  pure  sine  wave  this  should  work  reasonably  well,  however  the  phase  accu¬ 
racy  is  approximately  equal  to  2n  divided  by  the  square  root  of  a  quantity  which  is  half  the  num¬ 
ber  of  samples  per  cycle  times  the  signal  to  noise  ratio.  Thus  for  the  given  sensor  application, 
where  high  phase  accuracy  is  required  at  low  frequencies,  one  must  take  many  samples  per  cycle 
per  detector  resulting  in  considerable  computation. 

Another  alternative  is  to  use  analog  techniques  to  do  the  same  thing.  For  example,  the  sine  wave 
can  be  prefiltered  into  DC  and  AC  components.  The  AC  part  can  be  input  to  a  precision  rectifica¬ 
tion  circuit  after  adequate  amplification  and  power  measured  as  the  square  of  the  input,  while  the 
DC  input  can  simply  be  measured  directly.  This  technique  will  work  well  if  the  frequency  to  be 
measured  is  sufficiently  large  relative  to  the  measurement  frequency  so  that  it  can  be  readily  sep¬ 
arated  from  the  DC  component.  Logarithmic  amplifiers  can  also  be  used  to  measure  signal  power 
both  at  frequency  and  at  DC  if  properly  post  filtered. 

Phase  measurements  can  be  made  in  many  ways,  as  well.  The  most  common  way  is  to  use  a  lim¬ 
iter  on  the  sinusoidal  input  to  generate  edges  corresponding  to  zero  crossings  of  the  sine  wave. 
These  crossings  are  then  compared  against  their  reference  counterpart.  The  method  of  compari¬ 
son  can  be  a  digital  count  or  an  amount  of  charge  or  a  sequence  of  varying  pulse  widths  that  when 
properly  filtered  are  proportional  to  the  phase.  Each  of  these  techniques  will  be  studied  more 
closely  in  the  early  part  of  the  Phase  II  design. 

5.1.6  Signal  Processing  and  Computation 

The  measured  DC  and  phase  signals  are  digitized  (A/D  conversion)  and  then  input  to  a  separate 
analysis  system.  A  wide  variety  of  signal  processing  operations  must  be  performed  to  arrive  at  the 
final  computation  of  physiological  parameters:  oxygenation,  oxyhemoglobin,  deoxyhemoglobin 
and  total  hemoglobin.  These  operations  include  signal  conditioning  of  the  DC  and  phase  signal, 
noise  filtering,  antialiasing  filtering,  complex  feature  extraction,  and  pattern  recognition  method¬ 
ologies. 

The  exact  calculation  of  a  physiological  parameter,  such  as  hemoglobin  concentration,  relies  on 
the  instantaneous  value  of  the  phase  difference  between  the  source  and  received  signals.  Improp¬ 
erly  designed  filters  can  easily  alter  the  instantaneous  phase  value  measured  at  the  receiver.  Filter 
algorithms  must  therefore  be  carefully  designed,  tested,  and  implemented  to  ensure  accurate 
phase  measurements. 

Computation  of  physiological  parameters  will  include  tissue  absorption  coefficients,  hemoglobin 
concentrations,  and  tissue  oxygenation  levels.  Calculation  of  the  absorption  coefficient  from  the 
measured  DC  and  phase  signals  in  the  semi-infinite  medium  is  derived  in  published  literature 
(Fantini  et  al.,  1994).  From  the  absorption  coefficient,  measured  at  each  of  the  two  different 
wavelengths,  concentrations  of  Hb  and  Hb02,  and  oxygen  saturation  are  computed  based  on  the 
following  formulas: 
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where  ii^^*  and  are  the  computed  absorption  coefficients  at  each  wavelength,  and  e  are  the 
hemoglobin  extinction  coefficients  for  Hb02  and  Hb  at  each  wavelength,  Xj  and  X2. 


In  addition,  algorithms  for  reconstruction  of  the  layered  structure  and  deep  tissue  information  will 
be  developed.  This  will  involve  identification  and  implementation  of  advanced  techniques  for  pat¬ 
tern  recognition.  In  the  Phase  I  project  neural  network  techniques  were  studied,  which  demon¬ 
strated  a  capability  to  reconstruct  a  layered  structure  up  to  2  cm  deep.  However,  while  the  neural 
network  approach  was  suitable  for  study  in  the  scope  of  the  phase  I  project,  it  is  not  the  best 
approach  for  this  problem  due  to  its  inherent  binary  (1  or  0  output)  nature.  For  instance,  we  uti¬ 
lized  the  neural  network  to  provide  a  range  of  possible  output  values  (normalized  within  the  scale 
of  0  to  1),  which  works  against  the  strengths  of  the  neural  network. 

In  addition,  the  neural  network  implemented  in  Phase  I  is  computationally  expensive.  Activation 
functions  involved  with  neural  summations  at  node  entities  are  inherently  costly  nonlinear  tran¬ 
scendental  functions.  The  size  of  the  neural  network  was  rather  large  as  well.  Other  methods  for 
pattern  recognition,  which  can  be  implemented  within  the  scope  of  the  Phase  II  project,  will  be 
studied  and  tested  in  order  to  both  advance  the  capability  beyond  the  neural  network  approach 
implemented  in  the  Phase  I  system  and  result  in  a  computationally  more  efficient  solution. 

The  software  development  process  will  also  establish  the  operational  platform,  address  compati¬ 
bility,  integrate  algorithms,  optimize  computational  performance  and  speed,  and  implement  the 
required  code.  Diagnostic  test  procedures  will  validate  the  performance  of  the  software  subsec¬ 
tions  and  complete  design. 


5.1.7  Packaging 

The  requirements  of  each  functional  block  will  be  integrated  into  the  complete  hardware  system, 
and  fabricated  to  meet  the  design  package  specifications.  Packaging  design  is  critical  to  meeting 
the  goals  for  reliability,  sensor  size,  ease-of-operation,  and  cost.  Fabrication  procedures  must 
also  be  taken  into  account.  The  optical  components  must  be  mounted  and  aligned  to  ensure  con- 
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sistent  performance  over  a  broad  range  of  factory  conditions.  The  electronics  must  be  packaged 
in  a  ruggedized  chassis  that  will  reliably  meet  the  demands  of  the  shop  floor. 

Figure  30  shows  the  sensor  packaging  and  source/detector  configuration.  Approximate  dimen¬ 
sions  are:  length=7  cm,  width=1.8  cm,  thickness=1.3  cm.  Final  Phase  II  Sensor  dimensions  will 
be  minimized  while  maintaining  maximum  capabilities  for  deep  tissue  measurement  and  easy 
application  and  attachment  to  the  body. 
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Figure  30;  Illustration  of  Sensor  Package 
5.2  Design  Characteristics 

A  sound  engineering  design  for  an  instrumentation  quality  sensor  factors  in  a  number  of  desired 
properties  that  the  end  product  should  possess.  These  include  those  listed  below: 


Reliability 

Accuracy 

Sensitivity 

Low  Cost 

High  Resolution 

Non-invasiveness 

Ease-of-use 

Small  size 

Speed 

Versatility 

Remote  capability 

The  sensor  engineering  methodology  employed  by  Cybernet  Systems  Corporation  starts  with  a 
system  specification  process  that  ensures  that  these  issues  are  factored  into  the  final  solution.  The 
following  subsections  briefly  discuss  each  of  the  properties  listed  above  and  their  impact  on  the 
Phase  II  design  presented  herein. 

Reliability 


Reliability  implies  a  device  which  ensures  consistent  performance  throughout  time  and  use.  This 
characteristic  is  achieved  through  selection  of  quality  components  and  materials.  The  design 
must  also  account  for  operation  under  all  possible  conditions  and  endure  the  effects  of  extensive 
use.  Fabrication  techniques  and  packaging  design  play  a  significant  role  in  achieving  this  desired 
property. 

Aeeuracv 

Accuraey  of  the  device  refers  to  an  ability  to  provide  measurements  indicative  of  the  actual  tissue 
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values.  This  performance  will  depend  on  several  design  parameters  including  the  specific  design 
methodology  implemented,  tolerance  levels  of  components,  calibration  techniques,  application 
conditions,  and  signal  to  noise  levels.  Simulation  and  evaluation  results  from  Phase  I  indicate  per¬ 
formance  capabilities  of  the  designed  methodology.  Other  contributing  factors,  related  to  specific 
application  conditions  will  be  further  identified  through  the  Phase  II  testing  process. 

Sensitivity 


The  sensitivity  of  measurement  refers  to  the  smallest  amount  of  change  which  the  device  can  dis¬ 
cern.  This  performance  will  depend  on  several  design  parameters  including  the  specific  design 
methodology  implemented,  tolerance  levels  of  components,  calibration  techniques,  application 
conditions,  signal  to  noise  levels,  and  computational  procedures.  Simulation  and  evaluation 
results  from  Phase  I  indicate  performance  capabilities  of  the  designed  methodology.  Other  con¬ 
tributing  factors,  related  to  specific  application  conditions  will  be  further  identified  through  the 
Phase  II  testing  process. 

Low  Cost 


Cost  of  the  device  is  determined  by  the  required  components,  materials,  and  fabrication  process 
for  the  chosen  implementation.  The  frequency  domain  implementation  utilized  in  the  designed 
sensor  allows  for  a  low  cost  solution  because  LEDs  (rather  than  ultra-fast  lasers)  can  be  used. 
Cost  is  obviously  one  of  the  most  important  factors  in  determining  the  eventual  commercial 
potential  of  the  Phase  II  device.  Therefore,  this  factor  will  be  examined  very  closely  in  Phase  II  to 
glean  as  much  of  a  potential  foothold  in  commercialization  of  the  result.  As  is  always  the  case  in 
Cybernet  System  Corporation  efforts,  however,  this  desire  for  commercial  success  will  not  affect 
the  delivery  of  a  Phase  II  solution  that  satisfies  all  of  the  sponsor’s  requirements. 

High  Resolution 

For  the  project  at  hand,  this  refers  to  high  resolution  of  spatial  differences  in  reflected  light.  This 
resolution  corresponds  to  resolution  of  depth  variations  and  is  dependent  upon  implementation  of 
the  detector  array.  Specifically,  the  number  and  spacing  between  the  detector  components  deter¬ 
mines  the  resolution.  Phase  I  analyses  indicate  that  1  mm  spacing  adequately  supplies  the 
required  level  of  resolution. 

Non-invasiveness 


Non-invasiveness  of  the  methodology  is  important  for  safe  and  practical  implementation  in  the 
emergency  medical  treatment  setting.  This  requirement  is  satisfied  through  the  sole  use  of  optical 
measurement  only.  It  should  be  emphasized  once  again  that  the  intended  sources  and  detector 
components  utilized  fall  well  within  the  safety  standards  set  by,  among  others,  the  American 
National  Standards  Institute  (ANSI).  (See  ANSI  Standard  ANSI  Z136.1-1993). 

Ease-of-use 


Operation  of  the  device  should  be  simple  and  not  interfere  with  other  treatment  procedures. 
Design  of  packaging,  interface  requirements,  operating  procedures,  and  interface  compatibility 
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ensures  easy  operation.  The  device  should  also  be  easy  to  place  on  the  patient  or  soldier.  As  a 
standard  for  comparison,  a  pulse  oximeter  can  very  quickly  be  attached  to  a  patient  simply  by 
clipping  to  an  earlobe  or  placing  over  a  finger. 

Small  size 


Due  to  portable  application  and  attachment  issues,  minimization  of  sensor  size  is  important.  This 
characteristic  is  limited  by  component  sizes,  and  the  packaging  design.  The  largest  contributing 
factor  for  the  designed  sensor  is  the  size  of  the  required  detector  array.  Since  deep  tissue  assess¬ 
ment  requires  measurement  at  large  distances  from  the  source,  there  is  a  tradeoff  between  sensor 
size  and  measurement  depth.  However,  attenuation  of  light  through  the  tissue  will  restrict  the  dis¬ 
tance  at  which  adequate  light  will  be  measurable.  This  characteristic  therefore  defines  the  maxi¬ 
mum  depth  of  measurement  and  the  corresponding  minimum  sensor  size. 

Speed 

The  time  required  for  acquisition  of  the  computed  physiological  parameters  depends  on  the 
invoked  methodology,  the  applied  computational  algorithms,  and  the  analysis  platform.  There  is 
generally  some  level  of  tradeoff  between  speed  and  accuracy,  as  averaging  of  multiple  measure¬ 
ments  can  be  performed  to  reduce  errors  due  to  random  noise  fluctuations.  Application  areas  will 
need  to  be  investigated  in  the  Phase  II  to  see  if  certain  situations  have  different  constraints  than 
others.  For  example,  in  extreme  trauma  situations  having  a  fast  measurement  may  take  prece¬ 
dence  over  having  a  more  accurate  measurement. 

Versatility 

This  characteristic  encompasses  all  aspects  relevant  to  applicability  of  the  sensor  to  the  large 
number  of  medical  applications. 

5.3  Sensitivity  Analysis 

As  part  of  the  Phase  I  design  effort,  a  comprehensive  sensitivity  analysis  was  performed  to  deter¬ 
mine  the  sensitivity  of  computed  parameters  to  variable  design  parameters  and  to  measurement 
noise.  This  analysis  allows  determination  of  optimum  design  parameters  and  the  measurement 
sensitivity  required  to  achieve  the  desired  sensitivity  for  the  computed  parameters. 

5.3.1  Analysis  methodology 

The  analysis  was  performed  by  imposing  specific  sensitivity  requirements  on  each  of  the  three 
computed  parameters: 

[Hb];  Concentration  of  deoxy-hemoglobin 
[Hb02];  Concentration  of  oxy-hemoglobin 
Sa02:  Oxygen  saturation  of  hemoglobin  (oxygenation) 

Relevant  design  parameters  which  were  included  in  the  analysis  are: 


67 


dr:  precision  of  detector  location,  r 

dX,:  precision  of  light  source  wavelength,  X 

df:  precision  of  modulation  frequency,  f 

Ar:  distance  between  detectors  (at  q  and  rj^.j)  used  for  slope  computation 

Noise  parameters  which  were  included  are: 

riudc-  measurement  noise  in  DC  signal,  Ujc 
r|(|):  measurement  noise  in  phase  shift  signal,  (j) 

The  performed  sensitivity  analysis  resulted  in  computation  of  the  maximum  allowable  error  in  the 
DC  and  phase  shift  measurements  required  to  achieve  a  desired  sensitivity  for  the  computed 
parameters.  These  maximum  errors  are  defined  as  follows: 

Oudc-  error  in  DC  measurement 
a,),:  error  in  phase  measurement 

To  compute  the  maximum  error  values,  audc  the  following  process  was  implemented: 

1)  Establish  desired  sensitivity  values  for  the  computed  parameters  (i.e.  dSa02=l%) 

2)  Propagate  this  constraint  through  a  series  of  calculated  partial  differentials,  from  the  com¬ 

puted  parameter  down  to  the  design  and/or  measurement  parameter  (i.e.  dSa02->crudc) 

3)  Determine  constraint  on  the  design/measurement  parameter  required  to  meet  the  desired 

sensitivity  for  the  computed  parameter  (i.e.  audc<0  038%) 

For  example,  to  propagate  the  desired  constraint  from  dSa02  (the  imposed  sensitivity  for  oxygen 
saturation)  down  to  Oydc  G(j,  (the  allowable  error  in  DC  and  phase  shift  measurements),  the 
following  series  of  equations  are  followed: 

dSaO-y  1  dSaOj  ^ 

dSa02  = 


~v  X.  X  ^ 

^  I  3m, 

‘‘v-a  = 
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^^dc  .  ^^dc 


dUj^(r)  du^^(r) 

^Udc(r)  =  —^dr  +  —^d'k  +  r[yj^  = 

3(t)(r)  5<!>(^)  . 

^(|)(^)  =  +  +  =  «^(t. 

In  the  above  equations,  the  following  additional  definitions  apply: 
dSa02=iniposed  sensitivity  for  oxygen  saturation 

|a.a^=absorption  coefficient  at  wavelength  X 
n=index  of  refraction 

Sjj(.=slope  of  (logarithm  of)  reflected  DC  light  signal 
S(|,=slope  of  reflected  phase  signal 

Udc(r)=DC  level  of  reflected  light  signal  at  distance  r  from  source 
(l)(r)=phase  shift  of  reflected  light  signal  at  distance  r  from  source 

Partial  differentials  are  calculated  from  the  series  of  equations  used  to  compute  the  final  parame¬ 
ter  (Sa02,  [Hb],  or  [Hb02])  from  the  measured  DC  and  phase  signals  (Udc,  <]))•  The  form  of  these 
equations  for  the  example  above  (sensitivity  of  Sa02)  is  as  follows: 

Sa02  =  lih 

lia  =  M  n,  5^) 


69 


*5^  =/(<t)(^+l),<l>(^)) 


Sa02  is  a  function  of  the  absorption  coefficient  at  each  wavelength  (see  section  5.1.6  for  exact 
equations),  is  computed  from  the  slope  of  the  DC  and  phase  signals  (as  derived  in  Fantini  et  al., 
1994)  and  is  also  dependent  upon  the  modulation  frequency,  f,  and  index  of  refraction,  n.  Slope  of 
the  DC  signal  (phase  signal),  S^j^.  (S^),  is  computed  from  the  difference  between  DC  (phase)  sig¬ 
nal  of  two  adjacent  detectors,  at  locations  q  and  q+j.  *^he  measured  DC  signal  at  position 

r,  whose  accuracy  will  depend  on  precision  of  the  detector  location,  dr,  precision  of  the  wave¬ 
length,  dX,,  and  noise  level  of  the  DC  measurement,  Pudc-  ^(0  the  measured  phase  shift  signal 
whose  accuracy  will  depend  on  precision  of  the  detector  location,  dr,  precision  of  the  wavelength, 
dX,  and  noise  level  of  the  phase  measurement,  q^. 

Specific  values  for  the  required  partial  differentials  are  computed  from  the  derived  formulas 
based  on  typical  characteristics  (for  absorption  and  scattering)  of  tissue  (see  section  4.1). 

5.3.2  Analysis  Results 

The  performed  sensitivity  analysis  examined  maximum  allowable  measurement  errors  given:  1) 
different  imposed  constraints  for  sensitivity  of  the  computed  parameters,  and  2)  different  dis¬ 
tances  for  detector  separation. 

Table  10  shows  results  for  imposed  sensitivity  on  Sa02,  Table  1 1  shows  results  for  imposed  sen¬ 
sitivity  on  [Hb02],  and  Table  12  shows  results  for  imposed  sensitivity  on  [Hb].  Maximum  allow¬ 
able  measurement  errors  are  of  the  same  order  of  magnitude  for  each  of  the  computed  parameters, 
to  achieve  the  same  level  of  sensitivity  (i.e.  Sa02=l%,  [Hb]=l%  of  [total  Hb],  [Hb02]=l%  of 
[total  Hb],  with  an  assumed  [total  Hb]=0.1  mM). 


Imposed  Sensitivity 

Distance  Between 
Detectors  for  Slope 
Calculation 

Required 

Measurement  error 
for  DC  Signal 

Required 

Measurement  error 
for  Phase  Shift 

dSa02 

Ar 

‘^Udc 

1  % 

1  mm 

<  0.038  % 

<  0.000068  radians 

10% 

1  mm 

<  0.38  % 

<  0.00068  radians 

1  % 

10  mm 

<  0.38  % 

<  0.00068  radians 

10% 

10  mm 

<  3.8  % 

<  0.0068  radians 

Table  10:  Measurement  error  requirements  due  to  imposed  sensitivity  on  Sa02  of  1%  and 

10%,  with  detector  separations  of  1  and  10  mm. 
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Imposed  Sensitivity 

Distance  Between 
Detectors  for  Slope 
Calculation 

Required 

Measurement  error 
for  DC  Signal 

Required 

Measurement  error 
for  Phase  Shift 

d[Hb02] 

Ar 

C^Udc 

t^<]) 

.001  mM 

1  mm 

<  0.030  % 

<  0.000054  radians 

.01  mM 

1  mm 

<  0.30  % 

<  0.00054  radians 

.001  mM 

10  mm 

<  0.30  % 

<  0.00054  radians 

.01  mM 

10  mm 

<  3.0  % 

<  0.0054  radians 

Table  11:  Measurement  error  requirements  due  to  imposed  sensitivity  on  [Hb02]  of  0.001 
mM  and  0.01  mM,  with  detector  separations  of  1  and  10  mm.  With  the  assumption  of  total 
hemoglobin  concentration  of  O.lmM  these  sensitivities  correspond  to  1%  and  10%  of  total 

hemoglobin  concentration. 


Imposed  Sensitivity 

Distance  Between 
Detectors  for  Slope 
Calculation 

Required 

Measurement  error 
for  DC  Signal 

Required 

Measurement  error 
for  Phase  Shift 

d[Hb] 

Ar 

C^Udc 

<7(]) 

.001  mM 

1  mm 

<  0.036  % 

<  0.000064  radians 

.01  mM 

1  mm 

<  0.36  % 

<  0.00064  radians 

.001  mM 

10  mm 

<  0.36  % 

<  0.00064  radians 

.01  mM 

10  mm 

<  3.6  % 

<  0.0064  radians 

Table  12:  Measurement  error  requirements  due  to  imposed  sensitivity  on  [Hb]  of  0.001  mM 
and  0.01  mM,  with  detector  separations  of  1  and  10  mm.  With  the  assumption  of  total 
hemoglobin  concentration  of  0.1  mM  these  sensitivities  correspond  to  1%  and  10%  of  total 

hemoglobin  concentration. 

Results  indicate  that  the  maximum  measurement  errors,  a^j^.  and  for  the  desired  sensitivity 
(ideally  1%)  are  achievable,  yet  aggressive,  most  particularly  for  the  phase  measurement.  Con¬ 
tributing  factors  to  and  a,],  include  precision  of  detector  location,  precision  of  the  wavelength, 
and  measurement  noise.  Measurement  noise  will  likely  be  the  largest  contributing  factor. 

An  important  characteristic  indicated  by  the  sensitivity  analysis  is  that  higher  sensitivity  can  be 
achieved  through  use  of  a  larger  separation  distance  between  detectors  used  for  slope  measure- 
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ments.  This  is  due  to  the  fact  that  better  measurement  of  the  slopes  for  the  DC  and  phase  signals 
can  be  made  with  a  greater  detector  separation—  under  the  assumption  of  uniform  slope  as  viewed 
from  the  two  detectors. 

However,  the  designed  sensor  has  been  developed  for  application  to  multiple-layer  structures, 
where  reconstruction  of  the  layered  information  is  performed.  This  technique  requires  high  reso¬ 
lution  of  spatial  variations  in  the  reflected  light,  and  therefore  close  detector  spacing.  Thus,  there 
will  be  some  tradeoff  between  sensitivity  to  the  computed  parameter,  and  resolution  of  depth  vari¬ 
ations.  However,  the  design  will  allow  for  optimization  of  any  compromise  between  the  two 
capabilities. 

For  instance,  keeping  a  small  incremental  distance  between  detectors,  yet  measuring  the  slope 
between  larger  distances,  can  allow  for  maintaining  high  resolution  of  spatial  information  while 
providing  sensitive  measurement.  This  will  produce  some  smoothing  of  the  spatial  information, 
but  reconstruction  of  the  layered  information  using  pattern  recognition  methods  may  be  unaf¬ 
fected.  This  characteristic  would  deserve  further  study  during  the  Phase  II  project. 

It  is  also  important  to  note  that  the  sensitivity  analysis  performed  is  indicative  of  a  single  mea¬ 
surement.  The  sensor  methodology  developed  in  this  Phase  I,  however,  is  based  on  a  large  num¬ 
ber  of  measurements  at  many  locations  along  the  length  of  a  detector  array.  These  measurements 
are  then  processed  through  pattern  recognition  techniques  for  reconstruction  of  layered  informa¬ 
tion.  As  a  result,  the  sensitivity  performance  will  be  based  upon  many  measurements,  and  will 
also  depend  upon  the  capabilities  of  the  pattern  recognition  process.  In  particular,  a  large  number 
of  measurements  can  allow  for  compensation  of  measurement  noise  (due  to  the  averaging  effect), 
and  therefore  improve  sensitivity.  Furthermore,  pattern  recognition  methods  are,  in  part,  aimed 
towards  extracting  desired  information  from  noise. 

Calibration  techniques  can  also  be  implemented  if  required  to  help  improve  sensitivity  perfor¬ 
mance.  For  example,  error  in  the  DC  and  phase  measurements  will  be  affected  by  variations  in  the 
exact  wavelength  of  light  and  the  precise  location  of  detectors,  as  determined  by  the  specific  com¬ 
ponents  and  individual  fabrication.  Calibration  of  each  constructed  sensor  to  account  for  the  pre¬ 
cise  wavelength  of  the  LED  and  location  of  detectors  can  minimize  these  errors.  Since  calibration 
is  generally  undesirable,  it  will  be  avoided  if  possible. 

The  Phase  II  implementation  will  require  a  challenging  sensor  design  to  achieve  the  phase  shift 
measurements  which  are  required,  but  the  task  is  feasible.  A  variety  of  techniques  to  enhance  the 
sensitivity  of  phase  shift  measurements  will  be  able  to  be  addressed  within  the  scope  of  the  Phase 
n  project. 

6.0  Regulatory  Requirements  for  the  Phase  II  System  and  Related  Medical 
Devices 

In  1938  the  Federal  Food,  Drug,  and  Cosmetic  Act  passed  and  the  Food  and  Drug  Administration 
(FDA)  became  authorized  for  the  first  time  to  regulate  medical  devices  in  order  to  assure  their 
safety.  At  this  point  in  time  no  pre-market  approval  was  required  for  devices.  Under  Dr.  The¬ 
odore  Cooper,  a  committee  was  formed  to  examine  problems  associated  with  medical  devices. 
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New  concepts  for  legislation  were  introduced  by  the  "Cooper  Committee"  after  reporting  that 
problems  with  medical  devices  had  resulted  in  10000  injuries  and  751  deaths  in  the  previous  ten- 
year  period.* 

May  28,  1976  President  Ford  signed  into  law  the  Medical  Device  Amendments  to  complement 
the  previous  Act.  The  purpose  of  the  Amendments  is  to  ensure  that  medical  devices  are  safe  and 
effective  and  properly  labeled  for  intended  use.  The  FDA  now  has  the  authority  to  regulate 
devices  during  most  phases  of  their  development,  testing,  production,  distribution,  and  use. 
Devices  and  drugs  are  treated  as  separate  entities.  Products  that  are  not  metabolized  or  are  not 
dependent  upon  being  metabolized  in  order  to  achieve  their  major  intended  purpose  are  to  be  reg¬ 
ulated  as  devices  and  not  drugs.  There  are  approximately  1700  types  of  medical  devices  being 
regulated  under  this  legislation.  Device  categories  include: 

l.Over-the-Counter  Devices  -  devices  that  can  be  purchased  by  the  consumer  without  a  pre¬ 
scription; 

2.Prescription  Devices  -  devices  for  which  adequate  directions  for  use  cannot  be  devised  in 
order  to  permit  lay  persons  to  use  the  device  safely  and  effectively  unless  under  the  supervi¬ 
sion  and  direction  of  a  practitioner; 

3. Investigational  Devices  -  devices  still  in  developmental  stages  and  used  on  human  subjects 
only  for  purposes  of  developing  safety  and  effectiveness  data; 

4. Custom  Devices  -  devices  ordered  from  a  manufacturer  by  health  professionals  to  conform 
to  their  special  needs  or  those  of  an  individual  patient  and  not  generally  available  to  or  gener¬ 
ally  used  by  other  practitioners;  and 

5.  Critical  Devices  -  devices  as  defined  in  the  Good  Manufacturing  Practice  (GMP)  regulation 
that  are  life-sustaining,  life-supporting  or  intended  to  be  implanted  into  the  human  body  and 
whose  failure  can  be  reasonably  expected  to  result  in  a  significant  injury.^ 

6.1  Control  categories 

There  are  three  control  categories  that  vary  in  degree  of  regulation  necessary  to  provide  reason¬ 
able  assurance  of  safety  and  effectiveness.  Assessment  of  Classes  I,  II,  or  III  will  be  extremely 
important  to  medical  device  developers.  Examples  of  devices  similar  in  nature  to  our  Phase  II 
device  follow: 


Cardiovascular  -  Monitoring  Devices:^ 

Section  Device  Class 

870.2050  Biopotential  amplifier  and  signal  conditioner  II 

870.2060  Transducer  signal  amplifier  and  signal  conditioner  II 

870.2300  Cardiac  monitor  (including  cardiotachometer  and  rate  alarm  II 

870.2360  Electrocardiograph  electrode  II 

870.2700  Oximeter  II 


1.  Federal  and  Drug  Administration.  Regulatory  Requirements  for  Medical  Devices:  A  Workshop  Manual. 
1989;.  HHS  Publication  FDA  89-4165. 

2.  Federal  and  Drug  Administration.  Regulatory  Requirements  for  Medical  Devices:  A  Workshop  Manual. 
1989;.  HHS  Publication  FDA  89-4165. 
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Section 

Device 

Class 

870.2910 

Ear  oximeter 

II 

870.2920 

Impedance  plethysmograph 

II 

870.2910 

Radiofrequency  physiological  signal  transmitters  and  receivers 

II 

870.2920 

Telephone  electrocardiograph  transmitters  and  receivers 

II 

Neuroloav  - 

Section 

Diagnostic  Devices:^ 

Device 

Class 

882.1310 

Cortical  electrode 

II 

882.1320 

Cutaneous  electrode 

II 

882.1330 

Depth  electrode 

n 

882.1340 

Nasopharyngeal  electrode 

II 

882.1350 

Needle  electrode 

II 

882.1400 

Electroencephalograph 

n 

882.1410 

Electroencephalograph  electrode/lead  tester 

II 

882.1420 

Electroencephalogram  (EEG)  signal  spectrum  analyzer 

I 

882.1540 

Galvanic  skin  response  measurement  device 

II 

882.1560 

Skin  potential  measurement  device 

n 

882.1835 

Physiological  signal  amplifier 

II 

882.1845 

Physiological  signal  conditioner 

II 

882.1855 

Electroencephalogram  (EEG)  telemetry  system 

II 

It  is  noted  that  the  devices  which  are  most  similar  in  nature  to  the  device  Cybernet  Systems  Cor¬ 
poration  will  market  are  the  oximeters,  which  are  listed  as  Class  11  devices.  There  are  no  Class  III 
indications.  Class  designation  from  the  FDA  will  determine  the  requirements  that  must  be  met 
before  distribution  of  the  device,  within  the  U.S.,  may  begin. 

6.2  Establishment  Registration 

Domestic  establishments  engaged  in  the  manufacture,  preparation,  propagation,  compounding, 
assembly,  or  processing  of  medical  devices  intended  for  human  use  and  commercial  distribution 
register  their  establishment  with  the  FDA  on  Form  FDA  2891 .  Manufacturers  and  other  specified 
processors  of  devices  must  register  using  this  protocol. 

Form  2892  is  also  required  to  list  devices  hy  generic  category/classification  name.  Manufacturers 
of  finished  medical  devices  and  manufacturers  of  components  or  accessories  sold  to  the  end-user 
are  required  to  submit  this  form.  This  action  will  be  performed  during  the  proposed  Phase  II 
effort. 


3.  Food  and  Drug  Administration.  Classification  of  Cardiovascular  Devices.  Federal  Register,  5  February 
1980  Code  of  Federal  Regulations. 

1.  Food  and  Drug  Administration.  Classification  of  Neurological  Devices.  Federal  Register,  4  September 
1979.  Code  of  Federal  Regulations. 


74 


6.3  Pre-market  Notification:  510(k) 

Manufacturers  intending  to  market  a  new  or  significantly  modified  device  are  required  to  submit  a 
pre-market  notification  to  the  FDA  in  order  to  establish  substantial  equivalence  (SE)  in  terms  of 
safety  and  effectiveness  to  a  device  already  on  the  market  in  the  U.S.  prior  to  the  May  28,  1976 
enactment  date  of  the  Amendments  or  to  a  device  marketed  after  that  date  that  has  been  deter¬ 
mined  substantially  equivalent. 

Pre-market  notification  is  meant  to: 

•  Identify  new  devices  that  must  be  placed  automatically  into  Class  III  and  undergo  pre-market 
approval  (PMA)  or  reclassification  before  they  are  marketed. 

•  Classify  new  devices;  A  not  substantially  equivalent  (NSE)  new  device  is  in  Class  III,  and  a 
substantially  equivalent  (SE)  new  device  is  in  the  same  regulatory  class  as  the  device  to  which 
it  is  found  equivalent. 

•  Achieve  marketing  equity  by  allowing  manufacturers  of  new  devices  that  are  SE  to  pre¬ 
amendments  devices  to  market  their  devices  without  facing  any  greater  regulatory  burdens 
than  faced  by  manufacturers  of  the  pre-amendments  devices. 

Pre-market  notification  must  be  submitted  to  the  Center  for  Devices  and  Radiological  Health 
(CDRH)  at  least  90  days  before  introducing  the  device  into  interstate  commerce  or  otherwise 
holding  or  offering  the  device  for  commercial  distribution.  CDRH  determines  whether  the  device 
is  substantially  equivalent  (SE)  to  a  device  that  was  or  is  being  marketed  based  on  the  information 
submitted  by  the  manufacturer  in  the  pre-market  notification  and  other  information  available  to 
the  FDA. 

After  determination  of  a  device  performing  the  same  function,  comparison  can  be  made  regarding 
the  safety  and  effectiveness  of  the  new  device.  If  differences  in  the  devices  do  not  raise  safety  and 
effectiveness  questions  the  device  is  designated  SE.  It  may  be  necessary  to  provide  actual  test 
data  to  demonstrate  SE.  If  the  device  is  considered  to  be  of  moderate  concern  the  FDA  may 
request  additional  information  on  the  software  development  process.  The  purpose  of  data,  such 
as  clinical  data,  for  a  pre-market  notification  submission  is  to  demonstrate  that  the  device  is  SE  in 
performance  to  the  pre-amendments  device.  Final  determination  of  substantial  equivalence  is  left 
to  CDRH.  If  the  device  is  found  to  be  not  substantially  equivalent  it  is  automatically  classified 
into  Class  III  and  unless  reclassified  is  subject  to  pre-market  approval.  If  the  manufacturer  dis¬ 
agrees  with  the  agency  decision  a  petition  may  be  filed  for  reclassification  of  the  device  into  Class 
I  or  Class  II.  FDA  will  accept  petitions  for  review  only  if  there  is  sufficient  data  to  justify  the 
request. 

No  formal  form  is  necessary  for  pre-market  notification;  however,  "510(k)  notification"  should  be 
contained  in  the  cover  letter.  If  additional  information  is  requested  from  the  reviewers,  the  90  day 
time  period  stops  and  begins  upon  resubmission.  This  will  occur  each  time  additional  information 
is  requested.  For  this  reason,  providing  all  documentation  to  substantiate  the  manufacturers  claim 
is  advisable  to  expedite  the  notification  period.  A  summary  statement  of  safety  and  effectiveness 
information  should  be  included  or  alternatively  it  should  be  stated  that  the  this  information  will  be 
made  available  upon  request. 
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Recommended  format  for  notification  510(k): 

The  name  of  the  device  (both  trade,  common  or  usual  and  classification  name.) 

The  establishment  registration  number.  If  not  yet  registered,  a  statement  to  this  effect  is  suffi¬ 
cient. 

The  class  of  the  device  (if  known),  or  a  statement  that  the  class  is  not  known,  indicating  the 
appropriate  panel. 

Action  taken  to  conform  to  any  applicable  FDA  Special  Controls  for  a  Class  II  device,  if  a 
special  control  has  been  issued. 

Proposed  labels  and  labeling  for  the  device,  including  any  advertisements  sufficient  to 
describe  the  intended  use  of  the  product.  Proposed  labeling  is  sufficient. 

Adequate  summary  of  any  information  known  about  the  device's  safety  and  effectiveness  or  a 
statement  that  such  information  will  be  made  available  upon  request  by  any  person. 

A  statement  (with  accompanying  data)  indicating  how  the  device  is  similar  to  and/or  different 
from  other  comparable  products  that  are  already  in  commercial  distribution. 

We  expect  that  the  device  proposed  in  this  project  will  be  classified  as  Class  II  ( i.e.  functionally 
equivalent  to  existing  physiological  monitoring  devices  and  oximeters).  Thus,  we  plan  a  clinical 
testing  and  trial  task  described  in  Section  7.0  to  collect  supporting  data  for  this  contention  (and 
thus  to  support  5I0(k)  application  for  a  commercial  version  of  the  device). 

6.4  510(k)  Summaries  and  Other  Considerations 

Companies  must  decide  upon  submission  of  a  510(k)  summary  or  statement.  510(k)  summaries 
submitted  in  pre-market  notifications  are  intended  in  part  for  public  disclosure.  The  FDA  will 
make  publicly  available  a  list  of  all  premarket  notifications  submissions  for  which  SE  determina¬ 
tions  have  been  made  and  will  provide  information  as  to  whether  a  summary  or  statement  was 
submitted  as  part  of  the  application.  This  information  is  most  accessible  through  FOI  (Federal 
Information  Services)  which  will  assess  fees  per  request. 

Companies  wishing  to  retain  a  shield  from  public  disclosure  may  apply  for  confidentiality  under 
the  follow  conditions: 

The  device  is  not  on  the  market. 

The  intent  to  market  the  device  has  not  been  previously  disclosed. 

The  firm  requests  in  its  510(k)  that  FDA  treat  the  submission  of  the  firm's  intent  to  market  as 
confidential  information. 

Requests  must  state  that: 

The  intent  to  market  the  device  in  confidential. 

The  intent  to  market  has  not  been  revealed. 
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The  confidentiality  of  the  firm's  intent  to  market  has  been  protected  by  the  firm. 

The  firm  will  notify  FDA  when  the  intent  to  market  the  device  is  disclosed  or  the  device  is  put 
on  the  market. 

The  firm  understands  the  prohibition  against  submitting  false  information  to  the  Govern¬ 
ments. 

The  IS09000  series  of  international  standards  for  Quality  Management  and  Quality  Assurance 
are  currently  being  applied  to  the  medical  community  in  the  form  of  the  new  GMP  guidelines 
draft  document.^  These  new  GMP  standards,  which  all  medical  manufacturers  will  be  required 
follow,  are  based  on  the  ISO  Series.  The  Proposed  Revisions  of  the  Current  Good  Manufacturing 
Practice  (CGMP)  Regulations  was  released  in  the  Federal  Register  November  23,  1993.^  These 
standards,  which  must  also  be  adhered  to  for  successful  worldwide  commercialization  of  the  tech¬ 
nology  proposed  in  this  project,  are  further  discussed  in  the  Phase  I  final  report  in  Section  7. 

7.0  Phase  II  Experimental  and  Clinical  Trials 

The  Phase  I  design  effort  and  simulations  establish  the  capability  for  deep  tissue  measurement, 
and  specify  optimum  design  parameters  for  the  sensor.  However,  while  tissue  properties  have 
been  accurately  modeled,  physiological  characteristics  are  highly  complex  and  variable.  It  is 
therefore  important  to  perform  experimental  testing  of  the  designed  sensor  early  during  the  Phase 
n  project,  in  both  test  materials  and  actual  physiological  tissue.  This  will  provide  feedback  on  the 
performance  of  the  sensor  and  allow  for  optimization  of  the  final  Phase  II  device.  This  testing  pro¬ 
cess  will  also  identify  issues  related  to  specific  applications  and  clinical  operability  of  the  device. 

7.1  In  House  Test  Procedures 

A  number  of  test  procedures  will  performed  in  house  by  Cybernet  Systems  Corporation  to  evalu¬ 
ate  the  performance  of  the  early  prototype  sensor.  This  testing  process  will  include  measurement 
of  absorption  coefficients  in  phantom  structures  and  test  solutions  or  materials.  This  methodology 
is  commonly  used  throughout  the  scientific  and  medical  community  for  validation  of  optical  sen¬ 
sor  performance.  Test  solutions  and  materials  will  be  obtained  which  represent  typical  character¬ 
istics  found  in  physiological  tissue.  Several  commonly  used  substances  among  the  research 
community  that  have  well  quantified  absorption  and  scattering  characteristics  are  commercially 
available,  such  as  TntraLipid’  (Kiba  Vitrum  Inc.,  Alameda,  CA).  Customized  production  of  mate¬ 
rials  which  possess  layered  absorption  structures  may  also  be  necessary,  for  demonstration  of  the 
sensor’s  capability  to  resolve  layered  information. 

In  addition  to  measurements  in  phantom  and  test  materials,  we  will  perform  some  simple  tests  of 
sensor  performance  in  human  tissue  to  demonstrate  measurement  of  the  physiological  parameters 
under  normal  conditions.  This  process  will  also  identify  application  and  attachment  issues  for 


1.  Federal  and  Drug  Administration.  Regulatory  Requirements  for  Medical  Devices:  A  Workshop  Manual. 
1989;HHS  Publication  FDA  89-4165. 

2.  Food  and  Drug  Administration.  Medical  Devices;  Current  Good  Manufacturing  Practice  (CGMP)  Regu¬ 
lations;  Proposed  Revisions;  Request  for  Comments.  Federal  Register,  23  November  1993.  Code  of  Fed¬ 
eral  Regulations  21CFR  Part820. 
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measurement  of  different  tissues  and  at  different  locations.  Furthermore,  measurements  taken 
simultaneously  with  a  pulse  oximeter  will  provide  a  basis  for  comparison  with  an  established 
methodology.  Indications  of  sensor  performance  during  conditions  of  reduced  levels  of  hemoglo¬ 
bin  coneentration  and  oxygenation  can  also  be  obtained  through  the  use  of  a  blood  pressure  cuff 
to  momentarily  reduce  perfusion. 

7.2  Experimental  Test  Procedures  -  Outside  source 

In  addition  to  the  in  house  test  procedures,  it  is  important  to  comprehensively  evaluate  perfor¬ 
mance  of  the  device  under  the  conditions  of  abnormal  hemoglobin  and  oxygenation  values  which 
will  be  seen  during  trauma.  The  required  procedure  will  need  to  create  varying  levels  of  tissue 
oxygenation  and  hemoglobin  concentration  in  a  highly  controlled  manner.  As  a  result,  animal 
testing  is  required,  which  will  be  performed  by  an  outside  source. 

In  the  Phase  I  study  we  identified  sources  which  have  the  facilities  and  expertise  to  perform  the 
required  animal  testing.  These  potential  sources  include  contacts  Cybernet  has  established  with 
the  Johns  Hopkins  University,  the  University  of  Michigan  Hospital,  local  commercial  testing 
facilities,  or  possible  DoD  participation  (as  discussed  during  Phase  I  with  DoD  representatives 
from  the  Walter  Reed  Army  Institute  of  Research).  Final  selection  of  the  source  for  execution  of 
these  experimental  tests  will  be  performed  early  in  the  Phase  II  project  to  ensure  adequate  prepa¬ 
ration  and  testing  time. 

To  meet  the  Phase  II  testing  requirements  a  valid  protocol  capable  of  comprehensively  evaluating 
and  qualifying  the  designed  sensor  must  also  be  established.  This  will  involve  creating  varying 
levels  of  tissue  oxygenation  and  hemoglobin  concentration  in  the  animal.  Measurements  of  hemo¬ 
globin  concentration  and  oxygenation  will  then  be  performed  simultaneously  using  the  designed 
sensor  and  an  established  technique.  Specific  details  of  the  protocol  include  selection  of  the  ani¬ 
mal  species,  and  preparation  procedures  appropriate  for  the  required  testing.  Oxygenation  levels 
can  be  varied  in  a  controlled  manner  through  administration  of  specifie  inspired  gas  mixtures,  in 
the  intubated  and  anesthetized  animal. 

Established  measurement  teehniques  for  determination  of  oxygenation  and  hemoglobin  concen¬ 
trations,  which  can  be  compared  to  measurements  from  the  designed  sensor,  include  standard 
arterial  blood  gas  analysis.  Of  particular  importance  is  the  limited  response  time  of  blood  gas 
measurement,  which  may  complicate  the  ability  to  perform  simultaneous  equivalent  measure¬ 
ments.  The  need  for  measurement  of  localized  values  is  also  very  important  for  establishing  the 
depth  resolution  capabilities  of  the  developed  sensor.  Tissue  p02  electrodes,  placed  directly  in  the 
tissue  to  be  measured,  may  offer  a  solution  to  both  of  these  concerns,  by  providing  faster  response 
time  and  highly  localized  measurement.  However,  calibration  of  measurement  to  reflect  an  oxy¬ 
gen  saturation  value  may  be  difficult.  Care  must  also  be  taken  to  ensure  that  the  two  measurement 
techniques  do  not  interfere  with  each  other. 

Coordination  of  the  testing  effort  through  the  outside  source  will  performed  by  Cybernet  Systems 
Corporation  to  ensure  that  all  these  requirements  are  addressed,  critical  timelines  are  kept,  and 
complete  documentation  of  the  results  is  prepared. 
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7.3  Performance  evaluation 


The  testing  procedures  performed  in  phantom  materials,  human  tissue,  and  under  the  animal  pro¬ 
tocols  will  produce  a  large  amount  of  valuable  data  for  evaluation.  Subsequent  analysis  will  be 
performed,  providing  a  comprehensive  evaluation  of  the  sensor  performance.  Specifically  the  fol¬ 
lowing  analyses  will  be  performed 

1)  Correlation  of  measurement  results  in  test  materials  with  the  known  properties  of  the  material: 

This  process  will  identify  performance  characteristics  of  the  methodology  and  sensor  implemen¬ 
tation  in  the  idealized  medium.  As  result,  factors  due  to  physiological  conditions  and  variability 
will  not  be  represented.  This  allows  for  identification  of  performance  issues  related  specifically  to 
the  measurement  technique  and  implemented  design,  not  to  physiological  factors,  so  that  optimi¬ 
zation  to  the  design  identified. 

2)  Correlation  of  measurement  results  in  human  tissue  with  pulse  oximetry  measurements: 

This  process  will  identify  performance  characteristics  of  the  sensor  in  physiological  tissue,  and 
allow  for  comparison  to  pulse  oximetry  measurement.  It  is  important  to  be  aware  that  pulse  oxim¬ 
etry  devices  have  inherent  inaccuracies  themselves  and  are  limited  to  peripheral  measurement 
only. 

3)  Correlation  of  measurement  results  from  animal  testing  with  established  measurement  tech¬ 
niques: 

This  process  will  identify  performance  characteristics  of  the  sensor  in  physiological  tissue  under 
the  abnormal  conditions  which  will  occur  during  trauma.  This  will  allow  for  quantification  of 
accuracy  specifications  of  the  device  over  the  complete  range  of  intended  operating  conditions. 

The  results  of  this  complete  evaluation  will  produce  comprehensive  specifications  on  the  device 
performance,  including  accuracy,  sensitivity,  acquisition  time,  etc.  In  addition,  issues  relevant  to 
the  clinical  implementation,  such  as  ease-of-use  and  versatility  will  be  identified.  Opportunities 
for  improvement  of  the  performance  will  be  determined  and  the  sensor  design  updated. 

8.0  Conclusion 

The  work  presented  herein  represents  an  extensive  series  of  efforts  towards  the  development  of  an 
optical  sensor  for  measurement  of  oxygenation  within  deep  tissue.  This  Phase  I  project  estab¬ 
lished  feasibility  of  the  developed  concept,  and  prepared  detailed  design  requirements  for  a  Phase 
II  prototype.  Analyses  indicate  that  the  device  will  meet  the  intended  goal,  by  providing  measure¬ 
ment  of  tissue  oxygenation  up  to  2  cm  deep.  Furthermore,  the  designed  sensor  will  also  provide 
measurement  of  oxy-  and  deoxy-hemoglobin  concentrations  up  to  2  cm  deep. 

As  a  result  of  this  Phase  I  effort,  realization  of  a  device  for  measurement  of  deep  tissue  oxygen¬ 
ation  now  becomes  a  sensor  development  task,  as  proposed  for  the  Phase  II  project. 

The  benefits  offered  by  the  proposed  sensor  will  be  significant,  as  there  is  currently  a  great  need 
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for  non-invasive,  portable  techniques  for  measurement  of  critical  physiological  parameters,  such 
as  tissue  oxygenation,  within  deep  tissue.  The  device  designed  in  this  Phase  I  addresses  this  need 
and  extends  capabilities  beyond  current  commercial,  prototype,  and  research  devices.  Specifi¬ 
cally,  the  designed  device: 

•  Uses  a  reflectance  technique  for  measurement  at  any  location, 

•  Implements  an  advanced  frequency  domain  methodology  for  quantization  of  hemoglobin  con¬ 
centrations, 

•  Uses  an  array  of  detectors,  with  small  increments  in  source-to-detector  distance,  for  high  reso¬ 
lution  of  spatial  variations  in  reflected  light—  corresponding  to  resolution  of  depth  variations, 

•  Implements  pattern  recognition  techniques  to  reconstruct  absorption  values  in  a  layered  struc¬ 
ture  up  to  2  cm  deep. 

The  proposed  device  is  therefore  a  uniquely  advanced  concept  which  offers  capabilities  beyond 
all  known  commercial,  prototype,  and  research  techniques  for  optical  measurement  of  tissue.  It 
avoids  the  inaccuracies  due  to  peripheral  vasoconstriction  by  measuring  at  non-peripheral  loca¬ 
tions,  and  provides  measurement  into  deeper  tissue.  The  device  also  has  a  greater  capability  for 
measuring  oxygenation  and  hemoglobin  concentrations  within  specific  physiological  structures 
and  systems. 
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